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R3™ delta Ceramic Acetabular System 

Important Medical Information 

Warnings and Precautions 

 
Sterility Status 
 

Component Description Sterility Status 

R3 Acetabular Shells/Cups Sterile 

R3 delta Ceramic Acetabular Liners/Inserts including titanium band and 
disposable alignment guides 

Sterile 

R3 delta Ceramic Femoral Heads Sterile 

R3 Ancillary Implant Components (i.e., Screws, Hole Covers, etc.) Sterile 

SYNERGY™, POLARSTEM™, SL-PLUS™ and ANTHOLOGY™ Femoral 
Stems 

Sterile 

R3 Manual Instrumentation Non-Sterile 

 
 
DEVICE DESCRIPTION 
The R3 delta Ceramic Acetabular System is a ceramic-on-ceramic hip prosthesis composed of 
modular components that include a R3 porous coated acetabular shell, a zirconia toughed alumina 
ceramic acetabular liner, a zirconia toughened alumina ceramic femoral head, and one of four 
titanium alloy femoral stems.  All implantable devices are for single use. 
 
R3 Acetabular Shell/Cup 
The R3 acetabular shells are only compatible with R3 acetabular liners. The R3 acetabular shells 
are manufactured from Ti-6Al-4V (ASTM F 1472 and ISO 5832-3).  There are eleven sizes of 
acetabular shells available, ranging from 48 mm through 68 mm outer diameter in 2 mm increments.  
Each shell features an apex hole to accept the cup positioner / impactor instrument.  Shells have 
either no screw holes or three screw holes arranged about the apex hole.  These holes are for 
optional, adjunctive screw fixation to the superior acetabulum with Spherical Head Screws, which 
are available in lengths of 15, 20, 25, 30, 35, 40, 45, 50, 60, and 70mm. Screws are self-tapping, but 
the screw holes in the acetabulum need to be pre-drilled to the minor diameter of the screw.  Hole 
covers are available to cover the shell holes if desired.  Screws and hole covers are manufactured 
from Ti-6Al-4V ELI (ASTM F 136).  The shell’s internal geometry is a Morse taper that locks the 
ceramic liner when inserted.  The outer shell geometry is hemispherical and STIKTITE™ porous 
coated with commercially pure titanium (ASTM F 67 and ISO 5832-2).    
 
R3 delta Acetabular Liner/Insert 
The alumina ceramic acetabular liners are manufactured from BIOLOX® delta Zirconia Toughened 
Aluminum Oxide and feature a titanium band (ASTM F1472 and ISO 5832-3). They are available in 
ten sizes.  The following table shows which R3 delta Ceramic Liner mates with which R3 acetabular 
shell and alumina ceramic head size. 
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R3 delta Ceramic Liners Compatibility 

Head Catalog # Head size Liner Catalog # OD/shell size 

71325171 (+0) 
71325172 (+4) 
71315173 (+8) 

32mm 
71325148 48mm 

71325150 50mm 

71325174 (+0) 
71325175 (+4) 
71325176 (+8) 

36mm 

71325152 52mm 

71325154 54mm 

71325156 56mm 

71325158 58mm 

71325160 60mm 

71325162 62mm 

71325164 64mm 

71325166 66/68mm 

 
Femoral Head 
The zirconia toughened alumina ceramic ball heads are manufactured from BIOLOX delta Zirconia 
Toughened Aluminum Oxide.  The alumina ceramic ball heads are available in six (6) sizes: three 
(3) heads with an outer diameter of 32 mm and three (3) heads with an outer diameter of 36mm.  
Each diameter head size has three different neck lengths, short (+0), medium (+4), and long (+8) for 
proper anatomic and musculature fit.  Externally, all ball heads are highly polished.  All ball heads 
have an internal bore taper angle of 5° 46’ for high conformity with the 12/14 cone taper of the 
femoral stems.  The alumina ceramic heads lock onto the machined taper and do not rotate on the 
stem.  The 32mm and 36mm delta ball heads are used with the R3 delta Ceramic Acetabular Liners.  
 
Femoral Stems 
The R3 delta Ceramic Acetabular System is suitable for use with the 12/14 taper of Smith & 
Nephew’s legally marketed titanium alloy cementless SYNERGY femoral stems (Standard and High 
Offset versions), titanium alloy cementless POLARSTEM femoral stems (Standard and Lateral 
versions), titanium alloy cementless SL-PLUS femoral stems (Standard and Lateral versions), or 
titanium alloy cementless ANTHOLOGY femoral stems (Standard and High Offset versions).   
 
INDICATIONS FOR USE 
The R3 delta Ceramic Acetabular System is indicated for use in skeletally mature patients requiring 
primary total hip arthroplasty due to non-inflammatory arthritis (degenerative joint disease) such as 
osteoarthritis, avascular necrosis, or traumatic arthritis.  
 
CONTRAINDICATIONS 
The R3 delta Ceramic Acetabular System is contraindicated in individuals exhibiting any of the 
following: 
 Insufficient quantity or quality of bone support; metabolic bone disease; osteoporosis 
 Neurological or muscular conditions that would place an extreme load upon the hip joint or cause 

joint instability  
 Active joint infections or chronic systemic infection 
 Obese patients where obesity is defined as a BMI > 40 
 Skeletal immaturity 
 Known allergy to any of the implant materials 
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WARNINGS and PRECAUTIONS  
Improper selection, placement, positioning, and fixation of the implant components may result in 
unusual stress conditions and subsequent early failure/fracture of the components.  The surgeon 
should be thoroughly familiar with the implants, instruments, and surgical procedure prior to 
performing surgery.  Certain insertion techniques may be different than those known for 
conventional hip systems, and are specifically designed to avoid potential implant failures.   
 
PREOPERATIVE 
 The patient should be warned of the brittle nature of the ceramic components and the possibility of 

failure of the device leading to additional surgery in the future.  The patient should be warned that 
the implant can break or become damaged as a result of strenuous activity or trauma including 
extreme activity or heavy labor for occupation or recreation. 

 
 Do not implant in pregnant patients as the exposure to radiation may be harmful to the baby. 
 

 Do not substitute another manufacturer’s device for any of the R3 delta Ceramic Acetabular 
System components because design, material, or tolerance differences may lead to 
premature device and/or functional failure.  Components have been specifically designed to 
work together. (see product literature for list of appropriate components). 

 
 Use extreme caution in storage and handling of ceramic components during assembly because of 

the brittle nature of ceramic material.  Cutting, bending, or scratching the surface or taper area of 
components can alter the mechanical characteristics of the implant system leading to failure.  Do 
not allow the porous coating surfaces to encounter cloth or fiber-releasing material as cloth fibers 
may interfere with implant stability leading to early failure of the implants. 

 
 Carefully examine each ceramic component for any signs of damage that may have occurred 

during shipping or prior in-hospital handling.  All surfaces should be smooth without pitting, 
scratches, or other surface irregularities.  Do not implant any damaged components. 

 
 Specialized instruments are available and must be used to assure the accurate implantation of 

prosthetic components.  Examine instruments for wear or damage prior to surgery.  Instruments 
that have experienced extensive use or excessive force are susceptible to fracture and must not 
be used. 

 
 Do not resterilize R3 delta Ceramic Acetabular System Implants (i.e. alumina ceramic heads, 

liners or porous coated metal implants) as they require special cleaning instructions and are to be 
returned to the manufacturer (see Sterilization section below). 

 
 Do not implant this hip system in patients undergoing revision of previously unsuccessful femoral 

head replacement, cup arthroplasty, or other indications (e.g. inflammatory hip joint disease) 
because the safety and effectiveness of these devices for indications other than non-inflammatory 
degenerative joint disease have not been established.  

 
INTRAOPERATIVE 
 Implants are for single use only.  Never reuse an implant component as internal stresses that are 

not visible may lead to early failure of these components.  If broken ceramic material is 
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encountered intraoperatively or postoperatively, remove all loose identifiable fragments, and 
thoroughly irrigate and suction the operative site.    

 
 For R3 Acetabular Cups: Replace the ceramic liner (refer to specific procedure in Surgical 

Technique manual) if the liner is chipped, cracked, or otherwise damaged during the 
implant procedure or postoperative timeframe. Once the ceramic insert has been impacted 
into its mating shell, it should not be reassembled to the shell as early failure may occur; however, 
the R3 locking mechanism allows the user to assemble a new R3 Ceramic Liner to a previously 
assembled R3 acetabular shell intraoperatively, or to assemble a new R3 Poly Liner to a 
previously assembled R3 Acetabular Shell either intraoperatively or during a revision surgery. 
Return the broken fragment(s) to Smith & Nephew for evaluation. 

 
 The ceramic liner and ceramic head should not be implanted if the liner or head is damaged (e.g., 

if damaged as a result of the shipping process, if dropped on the floor, or if scratched by an 
instrument) or if cone of the stem is damaged as this can significantly affect the structural integrity 
of the components. 

 
 Do not reassemble and disassemble the ceramic head and metal femoral stem because the 

locking joint and taper joint may become damaged. Once the head is impacted, the ridges 
machined into the metal stem taper deform. If, for any reason, the ceramic femoral head is 
removed, the metal stem taper cannot be reused with a ceramic component. 

 
 Ensure appropriate type and size components selected correspond with anatomical and 

biomechanical factors such as patient age and activity levels, weight, bone and muscle conditions, 
any prior surgery.  Generally, the largest cross-section component that will allow adequate bone 
support to be maintained is preferred.  Failure to use the optimum-sized component may result in 
loosening, subluxation, dislocation, bending or fracture of the component and/or bone. 

 
 Spherical Head Screws are compatible with the R3 acetabular shells. Ensure appropriate 

selection of the length and location of bone screws if adjunctive fixation of the acetabular shell is 
to be used.  Do not place a screw in the center (apex) hole of the acetabular shell.  Bone screws 
and hole covers must be completely seated in the shell holes to allow proper locking of the 
ceramic liner.  Do not use pegs in the shell holes.  

 
 Do not cut, bend or scratch the surface or taper area of components as this can significantly alter 

the mechanical characteristics of the implant system causing failure under load. 
 
 Do not use a metal or zirconia head with the R3 delta Ceramic Acetabular System because this 

may accelerate bearing wear and lead to early failure of the device. 
 
 Clean surgical debris and dry all shell taper and stem taper surfaces prior to seating and 

impacting the ceramic components.  Do not allow the porous surfaces to encounter cloth or fiber-
releasing material.  Debris may inhibit the component locking mechanism leading to early failure 
of the implants. 

 
 Ensure that prior to liner insertion, soft tissue does not interfere with the shell/liner interface.  

Modular components must be assembled securely to prevent disassociation.  
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 Always ensure proper alignment and seating of the trial insert before seating the actual insert.  
Subtle mal-alignment may not be immediately obvious and can result in liner failures 
(chipping/cracking/splitting) during impacting.  Range of motion should be thoroughly checked for 
impingement or instability with the trial insert.  If ROM is unsatisfactory, component repositioning 
should be performed unless attributable to obvious causes that can be corrected (e.g., presence 
of osteophytes, bony protrusions, or other movement limiting features).   

 
 Seat the insert gently by hand into the shell before impacting (with plastic impactor head placed 

on the shell positioner/impactor) to prevent chipping or damage.  Repeated impaction of the 
liner in the shell when the initial attempt at seating the liner is unsuccessful is not 
recommended and may lead to early failure.   

 
 Ensure correct selection of the head neck length, cup and stem.  Increased neck length and varus 

or valgus positioning will increase stresses that must be borne by the stem.  Suggested seating of 

acetabular shell is a 45 inclination with 15 anteversion for proper positioning to decrease the 
chance for dislocation. 

 
 For R3 Acetabular Cups: If the ceramic liner and shell are not fully seated or are aligned 

incorrectly after final impaction, it will be necessary to revise the liner with a new 
component; however, the R3 acetabular shell can be reassembled to a new R3 Ceramic 
Liner or R3 Poly Liner.  

 
POSTOPERATIVE 
 Strict adherence to the postoperative weight bearing and activity protocol is needed to protect the 

implant from failure until adequate fixation and healing have occurred.  Excessive activity and 
trauma affecting the joint replacement have been implicated with premature failure. 

 Extreme care in patient handling (moving patient, placing on bedpans, changing clothes, etc.) 
immediately after surgery is necessary.  Adequate support should be provided to the operative leg 
when moving the patient to avoid placing excessive load on the operative leg. 

 The patient should be advised to report any pain, decrease in range of motion, swelling, fever, 
squeaking or clicking noises and unusual incidences.  Patient reports of squeaking or clicking 
should be carefully evaluated as they may indicate position changes in the components 
compromising the durability of the implants. 

 The patient should be cautioned to monitor activities and protect the replaced joint from 
unreasonable stresses, and follow the instructions of the physician with respect to follow-up care 
and treatment.  In particular, the patient should be warned against unassisted activity, particular 
use of toilet facilities and other activities requiring excessive motion of the hip. 

 Periodic x-rays are recommended to detect long-term evidence of changes in position, loosening, 
bending and/or cracking of components or bone loss.  Should there be evidence of loosening, 
bending and/or cracking of components or bone loss; patients are to be closely observed with the 
possibilities of further deterioration evaluated, and the benefits of early revision considered. 

 If the ceramic ball head is removed from the femoral component that will be left in place during a 
revision surgery, it is recommended that a metal or OXINIUM ball head be used with 
corresponding polyethylene liner and metal shell (see R3 Acetabular Cups below for additional 
information about the metal shell). Do not assemble a new ceramic ball head on a used taper 
during the revision as the ceramic ball head may fracture from irregularities on the femoral 
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component taper. However, in the case of revision due to ceramic fracture of ceramic components 
(ceramic ball head or ceramic liner), it is recommended that neither metal nor OXINIUM ball heads 
be used as remaining fragments increase the risk of accelerated wear and reduced implant life of 
the replacement ball heads and polyethylene liner. This will necessitate the removal and 
replacement of the femoral component to provide a suitable femoral taper to attach the new 
ceramic ball head with corresponding polyethylene liner and metal shell. Additionally, during 
revision due to ceramic fracture, remove all loose identifiable fragments and thoroughly irrigate 
and lavage the operative site.  

 R3 Acetabular Cups: If the R3 Ceramic Liner requires revision, and the R3 Acetabular Shell is well 
fixed, a new R3 Poly Liner may be assembled to the existing R3 Acetabular Shell.  

 

POTENTIAL ADVERSE EFFECTS OF THE DEVICE ON HEALTH 
Potential Complications Associated with Any Total Hip Arthroplasty surgery 
 excessive wear of the implant components secondary to impingement of components or damage 

of articular surfaces  
 fracture, migration, loosening, subluxation, or dislocation of the prosthesis or any of its 

components; any of which may require a second surgical intervention or revision; 
 increased hip pain and/or reduced hip function 
 osteolysis and/or other peri-prosthetic bone loss 
 bone fractures  
 metal sensitivity reactions or other allergic/histological reactions to implant material 
 vascular damage resulting in significant blood loss, or  
 neurologic injury resulting in transient or permanent functional and/or sensory deficits 
 leg length change/discrepancy 
 deep venous thrombosis  
 pulmonary or vascular embolism 
 superficial or deep infection, delayed wound healing 
 periarticular calcification  
 myocardial infarction 
 gastrointestinal  complications 
 genitourinary complications 
 decreased range of motion 
 aggravation of other joint or back conditions (due to positioning during surgery, postoperative leg 

length discrepancy, muscular deficiencies, etc.)  
 death 
 

Potential Complications Associated with Ceramic on Ceramic Hip Systems  

Due to the materials of the device, these may include, but are not limited to, femoral head breakage, 
acetabular insert (liner) fracture, and device related noise such as squeaking. 

 

SUMMARY OF CLINICAL TESTING 
A clinical study was performed outside of the United States (the “European Post-Market Study”) to 
establish a reasonable assurance of safety and effectiveness of the R3 delta Ceramic Acetabular 
System for use in skeletally mature patients requiring primary total hip arthroplasty due to non-
inflammatory arthritis (degenerative joint disease) such as osteoarthritis, avascular necrosis, or 
traumatic arthritis in the United States. A summary of the clinical study is presented below. 
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A. Study Design 
 
Patients were treated between June 1, 2009 and September 1, 2014.  The database reflected 
data collected through October 31, 2014 and included 505 patients.  There were 8 investigational 
sites which included the countries of Germany, Finland, Denmark, the Netherlands, the United 
Kingdom, Belgium, and Spain. 
 
The European Post-market Study was a prospective, consecutive, concurrently controlled, non-
randomized, multi-center, clinical outcome study designed to collect safety and effectiveness 
data of the R3 acetabular cup with all bearing options marketed in Europe. The treatment option 
for patients requiring total hip arthroplasty was chosen by the surgeon during a preoperative visit. 
All available bearing options for the R3 acetabular cup were used in subjects enrolled in the 
study: BIOLOX® forte ceramic-on-ceramic, BIOLOX® delta ceramic-on ceramic (DOD), ceramic-
on-crosslinked polyethylene (XLPE) (CoXLPE), Oxidized zirconium-on-XLPE (OxZr/XLPE), 
metal-on-XLPE (MoXLPE), and metal-on-metal (MoM). 
 

In order to demonstrate the safety and effectiveness of the R3 delta Ceramic Acetabular System, 
a control group from the European Post-market Study was defined whose data had been 
collected concurrently according to the same study protocol. Per the study protocol, to serve as 
an effective control for the DOD, the control group must have been implanted with a head and 
liner articulation couple that is cleared or approved in the US, has a good performance record, 
and represents state of the art technology. The oxidized zirconium-on-XLPE (OxZr/XLPE) 
articulation coupling met the requirements for a suitable control group and had enrolled a 
comparable number of subjects to the DOD group; therefore, it was selected as the control 
device. The control treatment was a legally marketed alternative with similar indications for use.  
 
Data were abstracted for all subjects implanted with either a DOD or OxZr/XLPE articulation. The 
two treatment groups contained a combined total of 268 subjects from 7 sites and included all 
countries identified above except Germany. 131 subjects were implanted with the R3 acetabular 
cup combined with an OxZr/XLPE articulation couple and one of five femoral stems (SYNERGY, 
ANTHOLOGY, POLARSTEM, SL-PLUS, and SPECTRON stems) while 137 subjects were 

implanted with the R3 acetabular cup combined with a DOD articulation couple and one of four 
femoral stems (all above stems except the SPECTRON). 
 
The primary endpoint for the analysis was an overall success outcome determination at a 
minimum of 3 years post-surgery, which included implant survivorship, a modified Harris Hip 
Score (mHHS), and radiographic evaluation. In order to meet overall success, a subject must 
have demonstrated all of the following at the 3-year time point:  
 

• No component revision; and  
• mHHS of at least 80 points; and  
• Radiographic success, defined as:  

o No radiolucencies greater than 2 mm in 50% or more in any of the cup or stem zones; 
and  

o No femoral or acetabular subsidence greater than or equal to 5mm from baseline; and  
o No acetabular cup inclination changes greater than 4 degrees (4°)  
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Secondary safety and effectiveness measures included the individual subcomponents of overall 
success as well as the Western Ontario and McMaster Universities Arthritis Index (WOMAC), as 
part of the Hip disability and Osteoarthritis Outcomes Score (HOOS), and the UCLA Activity 
Level Rating  (UCLA).  
 
In addition, safety evaluations included adverse events monitored over the course of the study. 
Adverse events were captured from the time of surgery until subjects completed the study or 
their data were abstracted from the study database, whichever came sooner. Adverse event 
adjudication was performed by an independent Clinical Events Committee (CEC) composed of 
three board-certified orthopedic surgeons.  
 
Study success was defined as establishing non-inferiority of the DOD cohort compared to the 
OxZr/XLPE cohort based upon the 3-year clinical composite success (CCS) rates with a non-
inferiority delta of 10%. The following hypothesis was tested to establish clinical non-inferiority of 
DOD relative to OxZr/XLPE:  
 

H0: πDOD− πOxZr/XLPE ≤ δ 
Ha: πDOD− πOxZr/XLPE > δ 

 
where πDOD and πOxZr/XLPE are the 3-year clinical composite success (CCS) rates of the 
investigational and control device, respectively. 
 
1.  Clinical Inclusion and Exclusion Criteria 

Enrollment in the European Post-market was limited to patients who met the following 
inclusion criteria: 
• Patient is 18-75 years old and he/she is skeletally mature  
• Patient requires primary total hip arthroplasty due to non-inflammatory degenerative joint 

disease (e.g. osteoarthritis, post-traumatic arthritis, avascular necrosis, dysplasia/ 
developmental dysplasia of the hip) or inflammatory joint disease (e.g. rheumatoid arthritis)  

• Patient has met an acceptable preoperative medical clearance and is free from or treated 
for cardiac, pulmonary, hematological, etc., conditions that would pose excessive operative 
risk  

• The patient is willing to comply to the follow-up schedule 
 

Patients were not permitted to enroll in the European Post-market Study if they met any of 
the following exclusion criteria:  
• Patient has active infection or sepsis (treated or untreated)  
• Patient is a prisoner or has an emotional or neurological condition that would pre-empt  their 

ability or unwillingness to participate in the study including mental illness, mental 
retardation, linguistic insufficiencies (i.e. immigrants), or drug/alcohol abuse  

• Patients with acute hip trauma (femoral neck fracture)  
 

Further, enrollment in the R3 delta Ceramic Acetabular System study was limited to patients 
who met the following inclusion criteria: 

 Subject of the European Post-market Study 
• Must have a signed informed consent  
• Must have been implanted with a DOD or OxZr/XLPE articulation couple  
• Must have all device labels available to allow confirmation of devices implanted 
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  and 
 

Patients were not permitted to enroll in the R3 delta Ceramic Acetabular System study if they 
met any of the following exclusion criteria: 
• Any subject in the OxZr/XLPE arm who was implanted with any hip system component that 

is not 510(k) cleared for use in the US with the OxZr femoral head and XLPE acetabular 
liner*  

• Any subject in the DOD arm who was implanted with any hip system component (other than 
the ceramic acetabular liner) that is not 510(k) cleared for use with the ceramic head  

 
* Note that the POLARSTEM stems legally marketed in the US have identical materials, 
design, dimensions, and sizes, as well as a similar coating thickness as the POLARSTEM 
stems used in the clinical trial (not available in the US) except that they were coated by Smith 
& Nephew while the POLARSTEM stems used in the clinical trial were coated by a supplier. 
Both pre-clinical and clinical data have been provided which demonstrate that the difference 
in coating supplier does not impact the clinical performance of the POLARSTEM stems. 
Therefore, Smith & Nephew is including the clinical data for this stem used in combination 
with R3 delta Ceramic Acetabular System in this data analysis. 
 

2. Follow-up Schedule 
Subjects were evaluated pre-operatively (within 4 weeks of surgery), intra-operatively, and 
post-operatively. All subjects were scheduled to return for post-operative follow-up 
examinations at 3 months (±2 weeks), 1 year (±2 months), and 3 years (±2 months) in the R3 
delta Ceramic Acetabular System study. Evaluations were performed according to the visit 
schedule below. Adverse events and complications were recorded at all visits (Table 1). 
   

 Table 1: Assessments by Visit 

Visit 

 Data    Pre-op  Discharge  3 Months     1 Year   3 Years 

 Informed Consent X     

 Demographics/Medical    History X  
 

   

 mHHS X  X X X 

 UCLA X  X X X 

 HOOS X  X X X 

 Radiographic Evaluation  X  X X 

 Adverse Events   On occurrence  

 
3. Clinical Endpoints 

With regards to safety, the following data were collected: adverse events, device survivorship 
(revisions), and radiographic success/failure.  
 
With regards to effectiveness, the following data were collected: mHHS, WOMAC scores, and 
UCLA scores.  
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With regard to success/failure criteria, the primary composite endpoint used to determine 
individual success was: 

 
• No component revision; and  
• mHHS of at least 80 points; and  
• Radiographic success, defined as:  

o No radiolucencies greater than 2 mm in 50% or more in any of the cup or stem zones; 
and  

o No femoral or acetabular subsidence greater than or equal to 5mm from baseline; and  
o No acetabular cup inclination changes greater than 4 degrees (4°) 

 

Study success was defined as establishing non-inferiority of the DOD cohort compared to the 
OxZr/XLPE cohort based upon the 3-year clinical composite success (CCS) rates with a non-
inferiority delta of 10%. The following hypothesis was tested to establish clinical non-
inferiority of DOD relative to OxZr/XLPE:  
 

H0: πDOD− πOxZr/XLPE ≤ δ 
Ha: πDOD− πOxZr/XLPE > δ 

 
where πDOD and πOxZr/XLPE are the 3-year clinical composite success (CCS) rates of the 
investigational and control device, respectively. 
 

Revision was defined as reoperation where any component (acetabular cup, acetabular liner, 
femoral head, or femoral stem) was replaced.  

 

Modified Harris Hip Score (mHHS)  
The mHHS is a clinician-based outcome measure used to assess patient pain, function, 
deformity, and range of motion.  Scoring assessment ranges from 0 (worst) to 100 (best). The 
mHHS is a modified version of the HHS, which has been found to be reliable and valid in 
measuring outcomes following total hip arthroplasty, and was collected pre-operatively as 
well as at each post-operative follow-up visit. 
 
Western Ontario and McMaster Universities Arthritis Index (WOMAC)  
The WOMAC is a self-administered health status measure for osteoarthritis of the hip and is 
used to evaluate a patient’s pain, stiffness, and physical function. It has been validated for 
evaluating outcomes following total hip arthroplasty. The WOMAC was collected using the 
Hip disability and Osteoarthritis Outcome Score (HOOS), which includes the WOMAC in its 
complete and original format. Only the WOMAC portion of the HOOS was collected in the 
European Post-market Study. The WOMAC scoring assessment ranges from 0 (worst) to 96 
(best). The WOMAC score was collected at the preoperative, 3-month, 1-year, and 3-year 
follow-up visits. 
 
UCLA Activity Level Rating (UCLA) 
The UCLA Activity Level Rating scale is a self-assessment of a person’s activity level that 
ranges from wholly inactive (level 1) to regular participation in impact sports (level 10). The 
UCLA Activity Level Rating is a valid instrument for routine activity assessment in subjects 
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undergoing total joint arthroplasty. The UCLA score was collected at the preoperative, 3-
month, 1-year, and 3-year follow-up visits. 

 

 

B. Accountability of PMA Cohort 
 
Data for the subjects of the study were abstracted from the European Post-market study. The 
population of subjects ultimately analyzed was determined according to the following flowchart 
(Figure 1): 

 

 
*Includes 1 Death (DOD) and 8 Other Termination (7 DOD and 1 OxZr/XLPE) 
 

Figure 1: Flowchart of PMA Cohort Accountability 
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A total of 268 subjects (137 DOD and 131 OxZr/XLPE) were enrolled in the study at 7 sites. At the 
time of database lock, 121/135 expected DOD subjects (89.6%) and 121/124 expected OxZr/XLPE 
subjects (97.6%) enrolled in the PMA study had any 3 year primary endpoint data available for 
analysis. Complete 3 year overall success (primary endpoint) data were available for 109/135 
expected DOD subjects (80.7%) and 119/124 (96.0%) expected OxZr/XLPE subjects (Table 2). A 
success/failure determination based upon the primary endpoint, which included revisions, was able 
to be made for 110/137 (80.3%) of the DOD cohort and 126/131 (96.0%) of the OxZr/XLPE cohort.  
 

Table 2: Subject Accounting, mITT Population 

 Pre-Op 3 Months 1 Year 3 Years 

 
Summary DOD OxZr/ XLPE DOD OxZr/ XLPE DOD OxZr/ XLPE DOD OxZr/ XLPE 

Theoretical [1] 137 131 137 131 137 131 137 131 

Deaths [2] 0 0 0 0 1 0 1 0 

Failures [3] 0 0 1 4 1 5 1 7 

Expected [4] 137 131 136 127 135 126 135 124 

ActualA NA NA NA NA 123 122 109 119 

% Follow-up [5] NA NA NA NA 91.1% 96.8% 80.7% 96.0% 

ActualB 137 131 133 125 127 122 121 121 

% Follow-up [6] 100.0% 100.0% 97.8% 98.4% 94.1% 96.8% 89.6% 97.6% 

NA: Not applicable 
ActualA: Subjects with complete data for the primary endpoint (modified Harris Hip Score, radiographic evaluation and 

safety assessments), evaluated per protocol, in the window time frame 
ActualB: Subjects with any follow-up data reviewed or evaluated by investigator (“all evaluated” accounting). 
[1] Number of subjects that would have reached the beginning of the study window associated with each visit if all 

subjects returned. 
[2] Cumulative number of subjects that died during or prior to the study visit. 
[3] Cumulative number of subjects that failed (revision) during or prior to the study visit.  
[4] Theoretical subjects minus the number of deaths and revisions. 
[5] ActualA/Expected*100 
[6] ActualB/Expected*100 

 
The modified intention to treat (mITT) population was defined as all subjects who consented to 
study participation and received the R3 Acetabular Cup System with the BIOLOX delta ceramic 
on BIOLOX® delta ceramic or the OxZr/XLPE articulation couple. The per-protocol (PP) 
population was defined as all mITT subjects with complete 3 year primary endpoint data and no 
deviations to the inclusion and exclusion criteria. In the analyses completed, aside from the 
sensitivity analyses and tipping point analysis, no data were imputed for the missing data, and 
therefore the mITT population and PP populations were identical as there were no deviations to 
the inclusion and exclusion criteria.  
 
 

C. Study Population Demographics and Baseline Parameters 
 
The available population demographics and baseline parameters of the study population and 
individual study cohorts are provided in Table 3 and Table 4. The available demographics and 
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baseline characteristics are comparable to those of the patient population in the US undergoing 
total hip arthroplasty. The study cohorts had no statistically significant difference in 
demographics or baseline parameters. 
 

Table 3: Demographics, mITT Population 

 
Outcomes 

Treatment  
P-value [1] 

DOD OxZr/XLPE 

N = 137 N = 131 

Age (years)  
   Mean (SD)  
 
   Median 
 
   Min, Max 

 
61.8 (9.12) 

 
63.2 

 
27, 75 

 
62.9 (9.01) 

 
64.8 

 
32, 76 [2] 

 
0.3495 

Gender 
   Female 
 
   Male 

 
90 (65.7%) 

 
47 (34.3%) 

 
73 (55.7%) 

 
58 (44.3%) 

 
0.1046 

BMI (kg/m2)  
 
   Mean (SD)  
 
   Median 
 
   Min, Max 

 
 

27.7 (4.74) 
 

27.4 
 

19.1, 44.4 

 
 

28.2 (5.38) 
 

27.5 
 

17.9, 43.0 

 
 

0.3803 

[1] P-value from Fisher’s exact test for categorical variables and two-sample t-test for continuous variables. 
[2] Subject 6041 was aged 75.7 years at surgery and subject 3028 75.8 years, rounding leads to maximum age 76 years 
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Table 4: Baseline Characteristics, mITT Population 

 
Outcomes 

Treatment  
P-value [1] 

DOD OxZr/XLPE 

137 131  

Diagnosis 
 
   Primary Osteoarthritis 
 
   Dysplasia 
 
   Posttraumatic Osteoarthritis  
 
   Osteonecrosis (AVN)  
 
   Rheumatoid Arthritis  
 
   Ankylosing Spondyloarthritis 

 
 

116 (84.7%) 
 

4 (2.9%) 
 

1 (0.7%) 
 

13 (9.5%) 
 

2 (1.5%) 
 

1 (0.7%) 

 
 

123 (93.9%) 
 

3 (2.3%) 
 
0 
 

4 (3.1%) 
 

1 (0.8%) 
 
0 

 
 

0.1122 

Surgical History on the Study Hip 
 
   None 
 
    Internal Fixation 
 
   Proximal Femoral Osteotomy 
 
   Acetabular Osteotomy 
 
   Other 

 
 

135 (98.5%) 
 

1 (0.7%) 
 
0 
 
0 
 

1 (0.7%) 

 
 

126 (96.2%) 
 

3 (2.3%) 
 

1  (0.8%) 
 

1 (0.8%) 
 
0 

 
 

0.2365 

Charnley Classification 
 
   Only Ipsilateral Hip Involved 
 
   Both Hips Involved 
 

Other Factors Affecting          Locomotion 

 
 

79 (57.7%) 
 

51 (37.2%) 
 

7 (5.1%) 

 
 

71 (54.2%) 
 

53 (40.5%) 
 

7 (5.3%) 

 
 

0.8584 

[1] P-value from Fisher’s exact test for categorical variables and two-sample t-test for continuous variables. 

 

No data on racial demographics of those enrolled were collected to allow for assessment of the 
potential for differing outcomes or success rates amongst subjects of differing races. It is not 
expected racial differences would result in different outcomes or success rates based upon use 
of the delta ceramic on delta ceramic bearing surface, which was the focus of this clinical study. 
Racial demographic information is being collected as part of the new enrollment US Post-
Approval Study to further assess any impact of race on patient outcomes. 
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D. Safety and Effectiveness Results 
 
1. Safety Results 

The analysis of safety was based on the mITT cohort of patients (268 total subjects) defined 
as all subjects who consented to study participation and received the R3 Acetabular Cup 
System with the BIOLOX® delta ceramic on BIOLOX® delta ceramic or the OxZr/XLPE 
articulation couple.  The key safety outcomes for this study, adverse events, device 
survivorship (revisions), and radiographic failure, are presented in Table 5 to Table 14 below.  
 
Adverse Events: 
A summary of the total number of adverse events (AE), events adjudicated as serious, events 
adjudicated as related (device-related, procedure-related: operative site, procedure-related: 
systemic, and systemic), deaths, and removals or revisions are shown in Table 5 and Table 
6. The AE seriousness and relatedness to the device and/or procedure were adjudicated by a 
Clinical Events Committee (CEC) which consisted of three independent board-certified 
orthopedic surgeons. The AE data, including a narrative for each AE, were also reviewed by 
the FDA and the adjudication was modified for multiple AEs with agreement by the sponsor.  
 
A total of 487 events were reported in both treatment groups. There was no statistically 
significant difference in the number of hips suffering an AE between the DOD and OxZr/XLPE 
treatment groups but there was a statistically significant difference in the total number of AEs 
reported between the groups. This difference in overall AEs was almost solely accounted for 
by a greater number of non-serious and non-device or procedure related AEs. Overall, the 
higher number of non-serious and non-device or procedure related AEs does not appear 
clinically meaningful based upon the lack of relationship to the device or procedure. 
 
In the DOD group, 296 AEs were reported in 105 hips (76.6 %). Of those, 168 events in 71 
hips (51.8%) were assessed as non-serious and 128 events in 73 hips (53.3%) were 
assessed as serious (SAEs). In the OxZr/XLPE group, 191 events were reported in 89 hips 
(67.9%). Of those, 68 events in 46 hips (35.1%) were assessed as non-serious and 123 
events in 66 hips (50.4%) were assessed as serious. The treatment group difference in non-
serious AEs was statistically significant by hips and events (p=0.0068 and p<0.0001 
respectively) while the difference in SAEs was not statistically significant by hips or events 
(p=0.7138 and p=0.9123 respectively) (Table 5). 
 
In the DOD group, 33 events in 31 (22.6%) hips were assessed as device-related, 50 events 
in 41 (29.9%) hips were assessed as procedure-related: operative site, 13 events in 10 
(7.3%) hips were assessed as procedure-related: systemic, and 232 events in 89 (65.0%) 
hips were assessed as systemic (not related to the device or procedure). In the OxZr/XLPE 
group, 38 events in 26 (19.8%) hips were assessed as device-related, 46 events in 32 
(24.4%) hips were assessed as procedure-related: operative site, 3 events in 3 (2.3%) hips 
were assessed as procedure-related: systemic, and 142 events in 71 (54.2%) hips were 
assessed as systemic. NOTE: some adverse events were assessed as both device and 
procedure-related (operative site or systemic); thus, the total of device-related, procedure-
related: operative site, procedure-related: systemic, and systemic adverse events exceeds 
the total number of AEs. There were no statistically significant differences in AEs between the 
treatment groups by hip or number of events in terms of device or procedure relationship 
(Table 5). Further, there were no statistically significant differences in AEs between the 
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treatment groups by the number of hips or the number of events in terms of device or 
procedure relationship when additionally classified by seriousness (Note: statistical 
significance could not be calculated for the number of serious procedure-related: systemic 
AEs) (Table 6).  
 
In the DOD group, 1 (0.7%) subject died from a head injury, which was believed to be 
unrelated to the device or procedure. In the OxZr/XLPE group, no subjects died. 
 

Table 5: Adverse Events, mITT Population 

 Treatment Group   

Type of AE or Outcome 

DOD 
N = 137 

No. of Hips 
(%) 

OxZr/XLPE 
N = 131 

No. of Hips (%) 

Fisher's 
Exact Test 

P-value 

Negative 
Binomial P-

value [2] 

Event Classification         

All AE/SAE 105 (76.6%) 89 (67.9%) 0.1329  
All AE/SAE Events 296 191  0.0016 

Outcomes, Death and Revision     

Death 1 (0.7%) 0 1.0000  

Removal or Revision 1 (0.7%) 7 (5.3%) 0.0329  

Seriousness per CEC [1]     

Non-serious AE 71 (51.8%) 46 (35.1%) 0.0068  
Non-serious AE Events 168 68  <0.0001 

SAE 73 (53.3%) 66 (50.4%) 0.7138  
SAE Events 128 123  0.9123 

Relationship per CEC [1]     

Device related 31 (22.6%) 26 (19.8%) 0.6547  
Number of Device related 33 38  0.5555 

Procedure-related Operative Site [4] 41 (29.9%) 32 (24.4%) 0.3386  
Number of Procedure-related: Operative Site 50 46  0.8133 

Procedure-related Systemic [5] 10 (7.3%) 3 (2.3%) 0.0855  
Number of Procedure-related: Systemic 13 3  NE [3] 

Systemic (Not related to device or procedure) 89 (65.0%) 71 (54.2%) 0.0817  
Number of Systemic Events 232 142  0.0015 

[1] Includes definitely and possibly related. 
[2] Analysis is based on a negative binomial model with number of events as the dependent variable, treatment as the 
factor, and log of time of study as the offset. 
[3] NE: Not Estimable due to lack of model convergence 
[4] Procedure-related: Operative Site is defined as an adverse event associated with the operative site i.e., involves the 
index hip or hip implants and surrounding area, or may involve a symptom known or suspected to originate from the 
index hip or hip implant, or involves the surgical access to the index hip. 
[5] Procedure-related: Systemic is defined as an adverse event of a systemic nature with no known causal association 
with orthopedic implants in general or total hip implants in particular, and are general-surgery related (not specifically 
related to THR surgery), or events that are not proximate to the index hip or index operative site. 

 

Table 6: Adverse Events by Relationship and Seriousness, mITT Population 

 Treatment Group   

Relationship per CEC [1] 

DOD 
N = 137 

No. of Hips (%) 

OxZr/XLPE 
N = 131 

No. of Hips 
(%) 

Fisher's Exact 
Test P-value 

Negative 
Binomial P-

value [2] 

Device related       
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 Treatment Group   

Relationship per CEC [1] 

DOD 
N = 137 

No. of Hips (%) 

OxZr/XLPE 
N = 131 

No. of Hips 
(%) 

Fisher's Exact 
Test P-value 

Negative 
Binomial P-

value [2] 

Serious  9 (6.6%) 13 (9.9%) 0.3765  
Number of Serious  9 19  0.1107 

Non-Serious   22 (16.1%)  16 (12.2%) 0.3868   
Number of Non-Serious  24  19   0.4939 

Procedure-related Operative Site     

Serious   13 (9.5%)  17 (13.0%) 0.4395   
Number of Serious   14  24   0.1440 

Non-Serious   32 (23.4%)  18 (13.7%) 0.0591   
Number of Non-Serious   36  22   0.0894 

Procedure-related Systemic     

Serious    4 (2.9%)   1 (0.8%) 0.3709   
Number of Serious    6   1   NE 

Non-Serious    6 (4.4%)   2 (1.5%) 0.2826   
Number of Non-Serious    7   2   0.1344 

[1] Includes definitely and possibly related. 
[2] Analysis is based on a negative binomial model with number of events as the dependent variable, treatment as the 
factor, and log of time of study as the offset. 
[3] NE: Not Estimable due to lack of model convergence 

 

The severity of AEs was adjudicated by the investigators as mild, moderate, or severe as AE 

severity was unable to be determined by the CEC based on review of study records (Table 7).   

 

There were greater numbers of hips and events in all three severity categories (mild, moderate, and 

severe) in the DOD cohort as expected by the overall greater number of AEs in the DOD cohort, but 

when assessed by device or procedure relatedness again almost all the greater numbers were 

accounted for by systemic (non-device or procedure related) AEs. The only statistically significant 

difference in AEs by severity was for severe systemic AEs (p=0.0010 for hips and p=0.0002 for 

events) (Table 7). 

 

Table 7: Adverse Events by Severity per Investigator and Relationship per CEC  

 Treatment Group   

Severity Per Investigator 

DOD 
N = 137 

No. of Hips (%) 

OxZr/XLPE 
N = 131 

No. of Hips 
(%) 

Fisher's 
Exact Test P-

value 

Negative 
Binomial P-

value [2] 

Mild         

Mild  74 (54.0%)  66 (50.4%) 0.6248   

Number of Mild 144 104   0.0509 

Relationship per CEC [1]:         

Device related  23 (16.8%)  18 (13.7%) 0.5028   

Number of Device related  25  27   0.7821 

Procedure-related Operative Site  29 (21.2%)  22 (16.8%) 0.4368   

Number of Procedure-related Operative Site   34  31   0.7898 

Procedure-related Systemic   7 (5.1%)   1 (0.8%) 0.0668   

Number of Procedure-related Systemic   9   1   NE 

Systemic (Not related to device or procedure)  59 (43.1%)  51 (38.9%) 0.5353   
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 Treatment Group   

Severity Per Investigator 

DOD 
N = 137 

No. of Hips (%) 

OxZr/XLPE 
N = 131 

No. of Hips 
(%) 

Fisher's 
Exact Test P-

value 

Negative 
Binomial P-

value [2] 

Number of Systemic (Not related to device or 
procedure) 

100  72   0.0953 

Moderate         

Moderate  48 (35.0%)  44 (33.6%) 0.8977   

Number of Moderate  89  62   0.0994 

Relationship per CEC [1]:         

Device related   6 (4.4%)   6 (4.6%) 1.0000   

Number of Device related   6   7   NE 

Procedure-related Operative Site   9 (6.6%)   9 (6.9%) 1.0000   

Number of Procedure-related Operative Site  11  10   NE 

Procedure-related Systemic   2 (1.5%)   1 (0.8%) 1.0000   

Number of Procedure-related Systemic   2   1   NE 

Systemic (Not related to device or procedure)  42 (30.7%)  37 (28.2%) 0.6894   

Number of Systemic (Not related to device or 
procedure) 

 76  51   0.0912 

Severe         

Severe  44 (32.1%)  22 (16.8%) 0.0044   

Number of Severe  63  25   0.0007 

Relationship per CEC [1]:         

Device related   2 (1.5%)   4 (3.1%) 0.4386   

Number of Device related   2   4   NE 

Procedure-related Operative Site   4 (2.9%)   5 (3.8%) 0.7449   

Number of Procedure-related Operative Site    5   5   NE 

Procedure-related Systemic   2 (1.5%)   1 (0.8%) 1.0000   

Number of Procedure-related Systemic   2   1   NE 

Systemic (Not related to device or procedure)  41 (29.9%)  17 (13.0%) 0.0010   

Number of Systemic (Not related to device or 
procedure) 

 56  19   0.0002 

[1] Includes definitely and possibly related. 
[2] Analysis is based on a negative binomial model with number of events as the dependent variable, treatment as the 
factor, and log of time of study as the offset. 
Note: NE: Not Estimable due to lack of model convergence. 

 

 
Table 8 provides the AEs identified as device-related in both treatment cohorts by onset 

interval. The most common device related AEs were bone fracture femur/fissure/fracture 

subtrochanteric (DOD, 5; OxZr/XLPE, 5), dislocation (DOD, 0; OxZr/XLPE, 5), study sided 

groin pain (DOD, 3; OxZr/XLPE, 4), study sided hip pain (DOD, 5; OxZr/XLPE, 11), and 

trochanteritis (DOD, 4; OxZr/XLPE, 1).  

 

Table 8: Device-related Adverse Events by Onset Interval 

 Intraoperative 
(0 Days) 

3 Months 
(1-227 Days) 

1 Year 
(228-730 

Days) 

3 Years 
(731-1460 

Days) 

>3 Years 
(>1460 Days) 

Total 

  DOD 
OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD DOD DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE 

Number of Hips 137 131 137 131 133 129 126 127   4   6 137 131 
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 Intraoperative 
(0 Days) 

3 Months 
(1-227 Days) 

1 Year 
(228-730 

Days) 

3 Years 
(731-1460 

Days) 

>3 Years 
(>1460 Days) 

Total 

  DOD 
OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD DOD DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE 

  Bone Fracture- 
Femur 

  0   1   2   3   0   0   0   0   0   0   2   4 

  Bursitis   0   0   0   2   2   0   0   0   0   0   2   2 
  Dislocation   0   0   0   3   0   1   0   1   0   0   0   5 
  Elevated Metal Ions   0   0   0   0   0   0   3   0   0   0   3   0 
  Femoral 

Component 
  0   0   0   3   0   0   0   0   0   0   0   3 

 Fissure   1   1   1   0   0   0   0   0   0   0   2   1 
 Fracture-

Subtrochanteric 
  0   0   1   0   0   0   0   0   0   0   1   0 

  Groin pain, study 
hip side 

  0   0   2   0   1   1   0   3   0   0   3   4 

  Inflammation   0   0   0   0   1   0   0   0   0   0   1   0 
  Leg Length Change   1   0   0   0   1   0   0   0   0   0   2   0 
  Leg Pain   0   0   1   0   0   0   0   0   0   0   1   0 
  Limp, study hip side   0   0   1   0   1   0   0   0   0   0   2   0 
Muscular/ Connective 

Tissue 
  0   0   0   0   0   1   0   0   0   0   0   1 

  Nervous   0   0   0   0   0   0   1   0   0   0   1   0 
  Operative side pain 

from other than 
study hip 

  0   0   0   0   1   0   0   0   0   0   1   0 

  Pain at Op site   0   0   0   0   0   1   0   1   0   0   0   2 
  Pain in study hip   0   0   2   4   2   2   1   4   0   1   5  11 
  Pain, unknown 

etiology 
  0   0   0   0   0   0   0   1   0   0   0   1 

  Skeletal   0   0   0   0   0   1   0   1   0   0   0   2 
  Subluxation, no 

component 
specified 

  0   0   0   0   0   0   1   0   0   0   1   0 

  Trendelenberg gait   0   0   1   1   0   0   0   0   0   0   1   1 
  Trochanteritis   0   0   2   0   2   0   0   1   0   0   4   1 
  Uncoded - Hip 

weakness 
  0   0   1   0   0   0   0   0   0   0   1   0 

 Total   2   2  14  16  11   7   6  12   0   1  33  38 

Note: Number of Hips = Number of hips evaluated at that time period and overall. 
Note: Includes the number of occurrences for each type of event. 
Note: Three hips (#7019, 7073, and 7098) have a missing AE start date; therefore, date of readmission was used for 
determining the AE onset interval.  
Note:  Hips with missing AE start date that could not be determined are excluded since AE onset is unknown. 

 
Table 9 provides the AEs identified as procedure-related: operative site in both treatment 
cohorts by onset interval. The most common procedure-related: operative site related AEs 
were bone fracture femur/fissure/fracture subtrochanteric (DOD, 7; OxZr/XLPE, 5), 
dislocation (DOD, 0; OxZr/XLPE, 5), study sided groin pain (DOD, 3; OxZr/XLPE, 4), study 
sided hip pain (DOD, 6; OxZr/XLPE, 11), trochanteritis (DOD, 4; OxZr/XLPE, 1), and 
superficial infection only (DOD, 1; OxZr/XLPE, 3). 
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Table 9: Procedure-related: Operative Adverse Events by Onset Interval 

 Intraoperative 
(0 Days) 

3 Months 
(1-227 Days) 

1 Year 
(228-730 Days) 

3 Years 
(731-1460 

Days) 

>3 Years 
(>1460 
Days) 

Total 

  DOD 
OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE 

Number of Hips 137 131 137 131 133 129 126 127 4 6 137 131 

Bone Fracture- 
Femur 

  1   1   2   3   0   0   1   0   0   0   4   4 

Bursitis   0   0   0   2   2   0   0   0   0   0   2   2 
Deep Infection > 6 

weeks 
  0   0   0   1   0   0   0   0   0   0   0   1 

Deep Vein 
Thrombosis 

  0   0   0   1   0   0   0   0   0   0   0   1 

Delayed Wound 
Healing 

  1   0   1   0   0   0   0   0   0   0   2   0 

Dislocation   0   0   0   3   0   1   0   1   0   0   0   5 
Elevated Metal Ions   0   0   0   0   0   0   3   0   0   0   3   0 
Femoral Component   0   0   0   3   0   0   0   0   0   0   0   3 
Fissure   1   1   1   0   0   0   0   0   0   0   2   1 
Fracture-

Subtrochanteric 
  0   0   1   0   0   0   0   0   0   0   1   0 

Groin pain, study hip 
side 

  0   0   2   0   1   1   0   3   0   0   3   4 

Hematoma, 
Hemarthrosis 

  0   0   2   1   0   0   0   0   0   0   2   1 

Heterotopic 
Ossification- 
Generic 
Reporting 

  0   0   0   0   1   0   0   0   0   0   1   0 

Heterotopic 
Ossification: 
Grade I 

  0   0   1   0   0   0   0   0   0   0   1   0 

Infection   0   0   0   1   0   0   0   0   0   0   0   1 
Inflammation   0   0   2   0   1   0   0   0   0   0   3   0 
Leg Length Change   1   0   0   0   2   0   0   0   0   0   3   0 
Leg Pain   0   0   1   0   0   0   0   0   0   0   1   0 
Limp, study hip side   0   0   1   0   1   0   0   0   0   0   2   0 
Lymphatic   0   0   1   0   0   0   0   0   0   0   1   0 
Muscular/ 

Connective 
Tissue 

  0   0   1   0   0   1   0   0   0   0   1   1 

Nervous   0   0   1   0   0   0   1   0   0   0   2   0 
Operative side pain 

from other than 
study hip 

  0   0   0   0   1   0   0   0   0   0   1   0 

Pain at Op site   0   0   0   0   0   1   0   1   0   0   0   2 
Pain in study hip   0   0   3   4   2   2   1   4   0   1   6  11 
Pain, unknown 

etiology 
  0   0   0   0   0   0   0   1   0   0   0   1 

Post-op swelling of 
study leg 

  0   0   1   1   0   0   0   0   0   0   1   1 

Skeletal   0   0   0   0   0   1   0   1   0   0   0   2 
Subluxation, no 

component 
specified 

  0   0   0   0   0   0   1   0   0   0   1   0 
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 Intraoperative 
(0 Days) 

3 Months 
(1-227 Days) 

1 Year 
(228-730 Days) 

3 Years 
(731-1460 

Days) 

>3 Years 
(>1460 
Days) 

Total 

  DOD 
OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE 

Superficial Infection 
Only 

  0   0   1   3   0   0   0   0   0   0   1   3 

Trendelenberg gait   0   0   1   1   0   0   0   0   0   0   1   1 
Trochanteritis   0   0   2   0   2   0   0   1   0   0   4   1 
Uncoded - Hip 

weakness 
  0   0   1   0   0   0   0   0   0   0   1   0 

Total   4   2  26  24  13   7   7  12   0   1  50  46 

Note: Number of Hips = Number of hips evaluated at that time period and overall. 
Note: Includes the number of occurrences for each type of event. 
Note: Three hips (#7019, 7073, and 7098) have a missing AE start date; therefore, date of readmission was used for 
determining the AE onset interval. 
Note: Hips with missing AE start date that could not be determined are excluded since AE onset is unknown. 

 

 

Table 10 provides the AEs identified as procedure-related: systemic in both treatment cohorts 

by onset interval. The most common procedure-related: systemic related AEs were 

circulatory (DOD, 2; OxZr/XLPE, 0), digestive/GI (DOD, 2; OxZr/XLPE, 0), fever (DOD, 2; 

OxZr/XLPE, 0), nervous (DOD, 4; OxZr/XLPE, 0), and urinary (DOD, 1; OxZr/XLPE, 1), and 

superficial infection only (DOD, 1; OxZr/XLPE, 3).  

 

Table 10: Procedure-related: Systemic Adverse Events by Onset Interval 

 Intraoperative 
(0 Days) 

3 Months 
(1-227 Days) 

1 Year 
(228-730 Days) 

3 Years 
(731-1460 

Days) 

>3 Years 
(>1460 Days) 

Total 

  DOD 
OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE 

Number of Hips 137 131 137 131 133 129 126 127 4   6 137 131 

Circulatory   1   0   1   0   0   0   0   0   0   0   2   0 
Digestive/ 

Gastrointestinal 
  0   0   2   0   0   0   0   0   0   0   2   0 

Fever   0   0   2   0   0   0   0   0   0   0   2   0 
Hematologic/ 

Immune System 
  0   0   0   1   0   0   0   0   0   0   0   1 

Mental/behavioral   0   0   0   1   0   0   0   0   0   0   0   1 
Nervous   0   0   3   0   0   0   0   0   0   0   3   0 
 Perioperative 

Pulmonary 
Embolism 

  0   0   1   0   0   0   0   0   0   0   1   0 

Post-op swelling of 
study leg 

  0   0   1   0   0   0   0   0   0   0   1   0 

Respiratory   0   0   1   0   0   0   0   0   0   0   1   0 
Urinary   0   0   1   1   0   0   0   0   0   0   1   1 

Total   1   0  12   3   0   0   0   0   0   0  13   3 

Note: Number of Hips = Number of hips evaluated at that time period and overall. 
Note: Includes the number of occurrences for each type of event. 
Note: Three hips (#7019, 7073, and 7098) have a missing AE start date; therefore, date of readmission was used for 
determining the AE onset interval. 
Note:  Hips with missing AE start date that could not be determined are excluded since AE onset is unknown. 



 

 
Page 22 of 33 

 
Table 11 provides the AEs identified as systemic (not related to the device or procedure) in 
both treatment cohorts. The most common systemic AEs were skeletal (DOD, 92; 
OxZr/XLPE, 67), digestive/GI (DOD, 26; OxZr/XLPE, 8), endocrine/nutritional/ metabolic 
(DOD, 8; OxZr/XLPE, 4), nervous (DOD, 17; OxZr/XLPE, 9), eye/adnexa (DOD, 10; 
OxZr/XLPE, 6), respiratory (DOD, 14; OxZr/XLPE, 4), and urinary (DOD, 14; OxZr/XLPE, 3). 

 

Table 11: Systemic (Not Related to Device or Procedure) Adverse Events by Onset Interval 

 Intraoperative 
(0 Days) 

3 Months 
(1-227 Days) 

1 Year 
(228-730 

Days) 

3 Years 
(731-1460 

Days) 

>3 Years 
(>1460 Days) 

Total 

  DOD 
OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE DOD 

OxZr/ 
XLPE 

Number of Hips 137 131 137 131 133 129 126 127 4 6 137 131 

Cancer, known origin 0 0 1 0 2 0 3 2 0 2 6 4 
Circulatory 0 0 1 0 4 10 5 8 0 0 10 18 
Death from unknown 

cause 
0 0 0 0 1 0 0 0 0 0 1 0 

Digestive/ 
Gastrointestinal (GI) 

0 0 3 2 9 3 14 1 0 2 26 8 

Ear/Mastoid Process 0 0 0 0 1 0 1 0 0 0 2 0 
Elevated Metal Ions 0 0 0 0 1 0 0 0 0 0 1 0 
Endocrine/ Nutritional/ 

Metabolic 
0 0 1 3 5 1 2 0 0 0 8 4 

Eye/Adnexa 0 0 0 0 2 1 7 5 1 0 10 6 
Hematologic/Immune 

System 
0 0 0 1 1 0 5 0 0 0 6 1 

Infection 0 0 0 1 2 1 1 0 0 0 3 2 
Lymphatic 0 0 1 0 0 2 1 0 0 0 2 2 
Mental/behavioral 0 0 0 0 1 3 1 2 1 0 3 5 
Muscular/Connective 

Tissue 
0 0 0 0 1 3 4 0 0 0 5 3 

Nervous 0 0 1 3 11 5 5 1 0 0 17 9 
Pain, unknown etiology 0 0 1 0 0 0 0 0 0 0 1 0 
Reproductive System 0 0 3 0 0 1 3 0 0 0 6 1 
Respiratory 0 0 2 0 2 2 10 2 0 0 14 4 
Skeletal 0 0 13 12 40 31 39 23 0 1 92 67 
Skin/Subcutaneous 

Tissue 
0 0 2 0 1 1 0 2 0 0 3 3 

Urinary 0 0 3 2 5 1 6 0 0 0 14 3 

Total 0 0 32 24 89 65 107 46 2 5 230 140 

Note: Number of Hips = Number of hips evaluated at that time period and overall. 
Note: Includes the number of occurrences for each type of event. 
Note: Three hips (#7019, 7073, and 7098) have a missing AE start date; therefore, date of readmission was used for 
determining the AE onset interval. 
Note:  Hips with missing AE start date that could not be determined are excluded since AE onset is unknown. 

 

 

Survivorship (Revision): 
Revision was defined as reoperation where any component (acetabular cup, acetabular liner, 
femoral head, or femoral stem) was replaced. In the DOD group, 1 (0.7%) subject had a 
device revision. In the OxZr/XLPE group, 7 (5.3%) subjects had a device revision. The 
treatment group difference in the revision rate was nominally significant (p=0.0329). Despite a 
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p-value less than 0.05, statistical significance is not ensured due to the potential for bias 
introduced by performing multiple analyses. 
 
A Kaplan-Meier survival analysis was performed to determine the expected rate of revision 
for any reason for both treatment groups. The survival time was calculated using time from 
surgery to revision, regardless of the reason. Subjects without revision had time calculated 
one of two ways: (1) time from surgery to last clinical or radiographic evaluation, or (2) time 
from surgery to death. Subjects without a revision had their time variable censored.  
 
The Kaplan-Meier estimates for implant survivorship are presented over time in Table 12. 
When revision was defined as the endpoint for survivorship, the results at 3 years showed a 
99.3% survivorship (95%CI: 97.4%-100.0%) for the DOD group and a 94.7% survivorship 
(95%CI: 89.5%-99.8%) for the OxZr/XLPE group. There was a nominally significant 
difference between the two treatment groups (log rank p-value = 0.0284).  

 

Table 12: Kaplan-Meier Estimates for Implant Survivorship, mITT Population 

 
Details regarding the device revisions including the treatment group involved, 
device/procedural relatedness, survival time of the implant, and the reasons for the revision 
are provided in Table 13.  

 

Table 13: Device Revisions, mITT Population 

Study Group 
Subject 

ID 
Device(s) 
Revised 

Device-
Related 

Procedure-
Related 

Survival Time 
[months] 

Reason for Revision 

DOD 6013 S Possibly 
Definitely, 

Operative Site 
1.6  

Heavy fall resulting in 
femoral fracture  

OxZr/ XLPE 

4004 S, H 
Possibly Definitely, 

Operative Site 0.1  
Subject tripped and fell 
resulting in a peri-prosthetic 
fracture femur 

3022 S, H   
Possibly Definitely, 

Operative Site 
1.0 Femur fracture 

4007  S, H   
Possibly Definitely, 

Operative Site 
11.2 

Loosening of stem, femoral 
pain and shortening of leg 

Time 
(in 

Months) 

Treatment Group 

P-value 
[2] 

DOD OxZr/XLPE 

n. risk [1] 
Cumu-
lative 

Events 

KM 
Estimate 

95% CI n. risk [1] 
Cumu-
lative 

Events 

KM 
Estimate 

95% CI 

  3 137   1 0.993 (0.978, 1.000) 131   4 0.969 (0.940, 0.999)  

 12 135   1 0.993 (0.978, 1.000) 127   6 0.954 (0.918, 0.990)   

 24 133   1 0.993 (0.978, 1.000) 124   7 0.947 (0.908, 0.985)   

 36 126   1 0.993 (0.974, 1.000) 123   7 0.947 (0.895, 0.998) 0.0284  

[1] n. risk is the number of hips at risk at the beginning of the time interval. 
[2] Log-Rank test of equality over treatment groups. 
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Study Group 
Subject 

ID 
Device(s) 
Revised 

Device-
Related 

Procedure-
Related 

Survival Time 
[months] 

Reason for Revision 

4023 S, H, T 
Possibly Definitely, 

Operative Site 
12.9 More pain, loosening stem 

3049 
S, H, C, T, 

L 
Possibly Definitely, 

Operative Site 
0.7  

Subsidence of the femur 
component 

7079 
S, H, C, T, 

L  
No 

Definitely, 
Operative Site 

1.9 Hip infection 

4024 C Possibly 
Definitely, 

Operative Site 
6.2 More pain (acute) 

Note: Revision Procedure (s): S=femoral stem; H= femoral head; C=acetabular cup; T=taper sleeve; L=acetabular liner 

 

Radiographic Failure 
The radiographic analysis was performed by an independent board-certified radiologist 
reviewer according to a pre-defined a Radiographic Analysis Protocol. Radiographic failure 
was defined as evidence of radiolucencies greater than 2 mm in 50% or more of the cup or 
stem zones, a position change of the cup or stem (subsidence of the femoral or acetabular 
components of greater than or equal to 5 mm), or acetabular cup inclination changes greater 
than 4 degrees.  
 
At the 3-year follow-up visit, no hips in either group met the definition of failure due to 
radiolucencies, 4 (3.4%) hips in the DOD group and 8 (6.7%) hips in the OxZr/XLPE group 
had evidence of cup or stem subsidence greater than or equal to 5 mm, and one hip in the 
OxZr/XLPE group had evidence of an inclination change in the acetabular cup greater than 4 
degrees. There were no statistically significant differences in overall radiographic outcomes 
between the two treatment groups (Table 14).  

 

Table 14: Radiographic Failure at 3 years, mITT Population 

Independent Radiographic Evaluation 
Treatment Group 

DOD OxZr/XLPE 

Number of Hips Evaluated 116 119 

 Radiolucencies Failure 0 (0.0%) 0 (0.0%) 

 Subsidence > 5 mm 4 (3.4%) 8 (6.7%) 

 Cup Inclination > 4 degrees 0 (0.0%) 1 (0.8%) 

P-value [1] 0.31 

[1] Fisher’s exact test of difference between treatment group and overall radiographic failure 

 

 
2. Effectiveness Results 

The analyses of effectiveness were based on the mITT cohort of patients, defined as all 
subjects who consented to study participation and received the R3 Acetabular Cup System 
with the BIOLOX® delta ceramic on BIOLOX® delta ceramic or the OxZr/XLPE articulation 
couple, or the PP population which was defined as all mITT subjects with complete 3 year 
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primary endpoint data and no deviations to the inclusion and exclusion criteria. In the 
analyses, aside from the sensitivity analyses and tipping point analysis, no data were imputed 
for the missing data, and therefore the mITT and PP populations were identical as there were 
no deviations to the inclusion and exclusion criteria. The key effectiveness outcomes for this 
study, individual study success, mHHS, WOMAC score, and UCLA score, are presented in 
Table 15 to Table 21 below.   
 
The primary effectiveness assessment was based upon an overall success outcome 
determination of the composite primary endpoint at a minimum of 3 years post-surgery. The 
composite primary endpoint included implant survivorship, modified Harris Hip Score 
(mHHS), and radiographic evaluation. Study success was defined as establishing non-
inferiority of the DOD cohort compared to the OxZr/XLPE cohort based upon the 3-year 
clinical composite success (CCS) rates with a non-inferiority delta of 10%. Secondary 
effectiveness measures included the mHHS subcomponent of overall success as well as the 
WOMAC and UCLA scores.  
 
Table 15 summarizes overall success as well as the individual components of success in 
both treatment groups of the PP population at 3 years. 86.4% of subjects in the DOD group 
and 80.2% of subjects in the OxZr/XLPE group attained overall success of the composite 
endpoint at 3 years. Non-inferiority was statistically significant; thus, the DOD treatment is 
non-inferior to the OxZr/XLPE treatment. 

 

Table 15: Clinical Composite Success at 3 Years, PP Population 

Outcomes 

Treatment Non- 
Inferiority P-

value [1] 
Superiority 
P-value [2] DOD OxZr/XLPE 

Overall Success at 3 Years 
  Yes  
 
  No  
 
  Total 

 
 95 (86.4%) 
 
 15 (13.6%) 
 
 110 

 
 101 (80.2%) 
 
 25 (19.8%) 
 
 126 

 
 0.0004 

 
 0.2050 

Components of Success at 3 
Years 
 
  No component revision  
 
  mHHS of at least 80 points 
 
  No radiographic failure [3] 

 
 
 
121/122 (99.2%) 
 
101/111 (91.0%) 
 
112/116 (96.6%) 

 
 
 
121/128 (94.5%) 
 
109/120 (90.8%) 
 
110/119 (92.4%) 

 
 
 
 NA 

 
 
 
 NA 

Note: NA = Not Applicable 
[1] P-value from Blackwelder’s test of non-inferiority assessing the null hypothesis that the difference (DOD –
OxZr/XLPE) in success percentages is less than or equal to -10%. 
[2] P-value from two-sided Chi-square test. 
[3] No radiographic failure indicates no radiolucencies greater than 2 mm in 50% or more in any of the cup or stem 
zones, no femoral or acetabular subsidence greater than or equal to 5 mm from baseline, and no acetabular cup 
inclination changes greater than 4 degrees. The radiolucency assessment was based on the AP and lateral view if both 
were available, though only one complete view was required to make the assessment. 
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Sensitivity analyses to account for missing 3 year data were conducted. In the sensitivity 
analyses, three scenarios were used to determine whether missing data would have made an 
impact on determining significance of non-inferiority and superiority based on overall 
success. In the first scenario all missing data were included as successes. The non-inferiority 
of the DOD cohort to OxZr/XLPE cohort remained significant while superiority was not 
achieved. In the second scenario all missing data were considered to be failures. No 
significance was demonstrated in non-inferiority of the DOD cohort to the OxZr/XLPE cohort. 
In the third scenario the last observation (data from the 1-year post-operative visit) was 
carried forward to replace missing or partially missing information at the 3-year post-operative 
visit. The non-inferiority of the DOD cohort to OxZr/XLPE cohort remained significant while 
superiority was not achieved.. The results of the first and second scenarios are not 
unexpected as there were significantly more subjects with missing data in the DOD cohort.  
 
A tipping point analysis was performed to further assess the impact of the missing data. In 
the tipping point analysis all possible combinations for imputing success/failure for the 
missing Clinical Composite Success (CCS) outcomes at 3 Years in the DOD (n=27 missing 
outcomes) and OxZr/XLPE (n=5 missing outcomes) groups were assessed. A summary of 
the tipping point analysis is presented below in Table 16. For a significant finding of non-
inferiority, the number of successes in the DOD group needed for the each of the possible 
numbers of successes in the OxZr/XLPE group ranges from 33.3% to 51.9%. In a worst case 
scenario for maintaining non-inferiority, where all 5 OzXr/XLPE subjects missing data were 
successes, then 14/27 DOD (51.9%) subjects with missing data would need to be successes. 
Given an overall success rate of 86.4% in the DOD group in those with complete 3 year data 
it is expected that the DOD group would maintain non-inferiority if all data was collected. 
Further review of the data available for those subjects lacking complete 3 year data was 
performed. Based upon the review of this available data, no change in the finding of non-
inferiority would be anticipated. 

 

Table 16: Summary of Tipping Point Analysis, mITT Population 

OxZr/XLPE Successes (n/N) 5 / 5 4 / 5 3 / 5 2 / 5  1/ 5 0 / 5 

# DOD Successes Needed (n/N) [1] 14 / 27 13 / 27 12 / 27 11 / 27 10 / 27 9 / 27 

% DOD Successes Needed [1] 51.9% 48.1% 44.4% 40.1% 37.0% 33.3% 

n = Number of success. 
N = Number of missing success/failure outcomes. 
[1] To achieve a significant finding of non-inferiority. 

 
Modified Harris Hip Score (mHHS): 
The mean baseline mHHS was lower in the DOD group (47.9) than the OxZr/XLPE group 
(57.0), which was statistically significant, while at 3 years there was no statistically significant 
difference between the mean mHHS for the DOD (92.0) and OxZr/XLPE (93.7) groups (p = 
0.2262) (Table 17).  Consistent with these findings, as seen in Table 18, the difference in the 
mean change from baseline was statistically significant at 1 year (DOD 43.7 and OxZr 35.9 
(p<0.0001)) and at 3 years (DOD 43.7 and OxZr 36.2 (p<0.0001)) with the DOD group 
demonstrating greater improvement. It should be noted that substantial improvements in 
pain, function, and ROM (i.e. components of the mHHS) are anticipated following total hip 
arthroplasty, and hence the statistically significant difference in mean change from baseline 
at 1 and 3 years may be attributable to the lower baseline mHHSs in the DOD cohort. 
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Table 17: Comparison of Modified Harris Hip Score for DOD and XLPE at Baseline and 3 
Years, mITT Population 

 
Statistic 

Baseline 3 Years 

DOD OxZr/XLPE DOD OxZr/XLPE 

N 130 131 111 120 

Mean 47.9 57.0 92.0 93.7 

Median 47.0 61.0 96.0 99.0 

SD 11.94 12.91 11.42 10.80 

Minimum 20 11 44 27 

Maximum 88 87 100 100 

P-value[1] <0.0001 0.2262 

[1] P- value from two-sample t-test to assess the null hypothesis that the mean difference between treatment groups is 
homogenous. 

 

 

Table 18: Modified Harris Hip Score, Change from Baseline, mITT Population 

  Change from Baseline  

 
Treatment Group 

 
Visit 

 
N 

 
Mean (SD) 

 
Median 

 
Min, Max 

 
P-value [1] 

DOD 3 Months 125 34.6 (16.46) 35.0 -15, 67 0.1758 

1 Year 118 43.7 (13.46) 44.0 3, 71 <0.0001 

3 Years 107 43.7 (14.45) 45.0 1, 71 <0.0001 

OxZr/XLPE 3 Months 125 32.1 (13.38) 33.0 -18, 63  

1 Year 122 35.9 (13.42) 36.0 -22, 86  

3 Years 120 36.2 (12.32) 36.0 -1, 72  

[1] P-value from two-sample t-test to assess the null hypothesis of homogeneity of the change from baseline results 
between the treatment groups. 

 
Due to the potential for bilateral hip involvement to confound the mHHS results, mHHSs data 
from subjects with unilateral hip involvement only were analyzed. Similar to the mITT 
population mHHSs, subjects with unilateral hip involvement in the DOD group had lower 
baseline mean mHHSs (DOD 49.0 and OxZr/XLPE 58.5) with similar mean mHHSs at 3 
years (DOD 93.1 and OxZr/XLPE 93.4). The difference in mean change from baseline at 3 
years for the DOD group (44.0) compared to the OxZr/XLPE group (33.8) remained 
statistically significant (p<0.0001). 
 
WOMAC: 
The observed WOMAC Scores by treatment group and visit are provided in Table 19. At 
baseline, the mean WOMAC Score was 37.8 for the DOD cohort and 40.0 for the OxZr/XLPE 
cohort.  The difference between treatment cohorts at baseline is not statistically significant.  
At 3 years, the mean score was 87.3 for the DOD group and 92.2 for the OxZr/XLPE group.  
The difference between treatment groups at 3 years was statistically significant (p=0.0005).  
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However, the WOMAC score for the DOD group was 2.2 points (out of a possible 96) less 
than the OxZr/XLPE group at baseline and 4.9 less at 3 years. Therefore, accounting for the 
baseline 2.2 point difference the actual difference at 3 years is 2.7 points. Further, as 
demonstrated in Table 20, there was no statistically significant difference between the 
treatment groups based upon the mean change from baseline at 1 year (DOD 51.1 and 
OxZr/XLPE 50.9 (p=0.9554)) or 3 years (DOD 50.2 and OxZr/XLPE 51.2 (p=0.6719)). 
 

Table 19: WOMAC Score, Observed, mITT Population 

  Observed  

Treatment Group Visit N Mean (SD) Median Min, Max P-value [1] 

DOD Baseline  129  37.8 (14.09)  39.0   6, 74 0.2074 

 3 Months  117  81.3 (10.84)  84.0  51, 96 < 0.0001 

 1 Year  122  88.6 (10.07)  93.0  39, 96 0.0222 

 3 Years  115  87.3 (11.53)  92.0  39, 96 0.0005 

OxZr/XLPE Baseline  122  40.0 (14.47)  39.0   8, 76   

 3 Months  114  89.8 (8.94)  93.5  45, 96   

  1 Year  110  91.7 (10.18)  96.0  38, 96   

  3 Years  114  92.2 (9.10)  96.0  35, 96   

[1] P-value from two-sample t-test to assess the null hypothesis of the homogeneity of the observed results between the 
treatment groups. 

 

Table 20: WOMAC Score, Change from Baseline, mITT Population 

 
UCLA Activity Level Rating: 
The observed UCLA scores by treatment group and visit are provided in Table 21. At 
baseline the mean score is 3.6 for the DOD group and 3.4 for the OxZr/XLPE group. At 3 
years, the mean score is 6.1 for the DOD group and 5.9 for the OxZr/XLPE group. The 
differences between the treatment groups at baseline and 3 years are not statistically 
significant. 

 
 

  Change from Baseline  

Treatment Group Visit N Mean (SD) Median Min, Max P-value [1] 

DOD 3 Months  112  43.5 (17.06)  44.0   8, 85 0.0203 

 1 Year  115  51.1 (16.03)  52.0   4, 80 0.9554 

 3 Years  108  50.2 (15.84)  51.0   4, 81 0.6719 

OxZr/XLPE 3 Months  107  48.9 (17.32)  49.0  -7, 88  

 1 Year  104  50.9 (17.46)  50.5 -13, 88  

  3 Years  108  51.2 (16.24)  50.0  -2, 88  

[1] P-value from two-sample t-test to assess the null hypothesis of homogeneity of the change from baseline results 
between the treatment groups. 
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Table 21: UCLA Activity Rating Scale, Observed, mITT Population 

  Change from Baseline  

 
Treatment Group 

 
Visit 

 
N 

 
Mean (SD) 

 
Median 

 
Min, Max 

 
P-value [1] 

DOD Baseline 137 3.6 (1.39) 3.0 2, 8 0.3527 / 0.9186 

3 Months 133 5.5 (1.55) 6.0 2, 8 0.0003 / 0.0002 

1 Year 126 6.1 (1.37) 6.0 2, 8 0.5416 / 0.6089 

3 Years 120 6.1 (1.30) 6.0 2, 8 0.4568 / 0.5408 

OxZr/XLPE Baseline 131 3.4 (1.11) 3.0 2, 7  

3 Months 125 4.9 (.33) 5.0 3, 8  

1 Year 122 6.0 (1.50) 6.5 2, 10  

3 Years 120 5.9 (1.46) 6.0 3, 9  

[1] P-value from two-sample t-test/Wilcoxon Rank Sum test to assess the null hypothesis of the homogeneity of the 
observed results between the treatment groups. 

 
 
3. Subgroup Analyses 

The following preoperative characteristics were evaluated for potential association with 
outcomes: baseline HHS, Site, Age, Sex, BMI, Diagnosis, Surgical History, Charnley 
Classification and baseline UCLA.  See the likelihood ratio tests and parameter estimates below 
in Table 22 and Table 23. 

 
Note that the majority of the covariates were not associated with the primary outcome of overall 
success.  The effects of Site (p = 0.02) and Sex (p = 0.04) were nominally significant, but would 
not have been significant after adjustment for multiple comparisons.  Note also that there was no 
sex-by-treatment-group interaction (p=0.90).  The overall interaction between Site and treatment 
could not be assessed as there were several sites which enrolled only from one treatment group.  
However, considering the two sites which enrolled enough numbers in both groups, there was no 
site-by-treatment interaction, with the Breslow-Day test for homogeneity of odds ratios indicating 
no lack of homogeneity. 
   
In this covariate-adjusted analysis, the treatment difference was non-significant, indicating the 
treatment group success rates are not statistically different.  Moreover the factor of treatment 
group has a log-odds ratio of -0.51, indicating that the R3 BIOLOX® delta DOD treatment is more 
likely than the Control treatment to have overall success.  This compares favorably to the 
unadjusted analysis where the log-odds ratio was less significant (-0.22) and where non-
inferiority was demonstrated.  Therefore, the non-inferiority conclusion is also supported by the 
covariate adjusted analysis. 
 

Table 22: Likelihood Ratio Chi-Square Values for Covariate-Adjusted Logistic Regression 
Model 

Source Nparm DF L-R ChiSquare Prob>ChiSq 

TRTP 1 1 2.3880686 0.1223 

Base_HHS 1 1 0.53645213 0.4639 

SITEID 6 6 14.6209345 0.0234* 

AGE 1 1 1.55118421 0.2130 

SEX 1 1 4.10968833 0.0426* 



 

 
Page 30 of 33 

Source Nparm DF L-R ChiSquare Prob>ChiSq 

BMIBL 1 1 1.1644184 0.2806 

DIAG 4 4 4.47948608 0.3450 

HIST1 1 1 1.00232253 0.3167 

CHARN 2 2 1.13635569 0.5666 

UCLA_BASE 1 1 1.10430859 0.2933 

TRTP*SEX 1 1 0.01682784 0.8968 

 

Table 23: Parameter Estimates for Covariate-Adjusted Logistic Regression Model 

Term Estimate Std Error ChiSquare Prob>ChiSq 

Intercept  -3.8710153 1538.5323 0.00 0.9980 

TRTP[R3 BIOLOX
®
 delta COC]  -0.5068409 0.3269577 2.40 0.1211 

Base_HHS 0.01485903 0.0203362 0.53 0.4650 

SITEID[01]  -1.6068353 0.9564 2.82 0.0929 

SITEID[02] 0.5257888 1.1148051 0.22 0.6372 

SITEID[03]  -1.15793 0.6174016 3.52 0.0607 

SITEID[04]  -0.2523816 0.7118541 0.13 0.7229 

SITEID[06] 0.9399682 0.5134335 3.35 0.0671 

SITEID[07] 0.04360446 0.5141524 0.01 0.9324 

AGE 0.0323702 0.0266458 1.48 0.2244 

SEX[Female] 0.46009964 0.2360893 3.80 0.0513 

BMIBL 0.04370182 0.040469 1.17 0.2802 

DIAG[Dysplasia] 0.31442853 1538.5308 0.00 0.9998 

DIAG[Osteonecrosis (AVN)]  -0.6600293 1538.5308 0.00 0.9997 

DIAG[Other] [1]  -16.711734 4485.549 0.00 0.9970 

DIAG[Primary Osteoarthritis]  -0.8360386 1538.5307 0.00 0.9996 

HIST1[0] 0.58801245 0.5699328 1.06 0.3022 

CHARN[Both Hips Involved] 0.2946568 0.4011235 0.54 0.4626 

CHARN[Only Ipsilateral Hip Involved] 0.37270113 0.3879292 0.92 0.3367 

UCLA_BASE  -0.2129281 0.2087261 1.04 0.3077 

TRTP[R3 BIOLOX® delta 
COC]*SEX[Female] 

0.02905476 0.2243027 0.02 0.8969 

[1] Parameter estimate is unstable due to sparse data for this category 

 

A subgroup analysis of the primary endpoint, Clinical Composite Success, by gender for the PP 
population is provided below in Table 24. In the DOD group, 62/73 (84.9%) of the female and 
33/37 (89.2%) of the male subjects attained Clinical Composite Success at 3 years. In the 
OxZr/XLPE group, 54/72 (75.0%) of the female and 47/54 (87.0%) of the male subjects attained 
Clinical Composite Success at 3 years. The differences in results by gender between the 
treatment groups are statistically significant for non-inferiority, which is consistent with the non-
inferiority finding in the total PP population. 
 

Table 24: Clinical Composite Success at 3 Years by Gender, PP Population 

 
 
 

Outcomes 

Treatment  
Non- 

Inferiority P-
value [1] 

 
 
Superiority 
P-value [2] 

DOD OxZr/XLPE 

Female 

N=79 

Male 

N=43 

Female 

N=72 

Male 

N=56 

Overall Success at 3 Years 
Yes 

 
No 

 
 
 

62 (84.9%) 

 
 
 

33 (89.2%) 

 
 
 
54 (75.0%) 

 
 
 

47 (87.0%) 

0.0013 
(females) 

 
 

0.1350 
(females) 

 
 



 

 
Page 31 of 33 

 
 
 

Outcomes 

Treatment  
Non- 

Inferiority P-
value [1] 

 
 
Superiority 
P-value [2] 

DOD OxZr/XLPE 

Female 

N=79 

Male 

N=43 

Female 

N=72 

Male 

N=56 

 
   Total 

 
11 (15.1%) 
 

73 

 
4 (10.8%) 

 
 

 
18 (25.0%) 

 
72 

 
7 (13.0%) 

 
54 

0.0381 
(males) 

0.7571 
(males) 

Components of Success at 
3 Years  

No component revision 
mHHS of at least 

80 points 

No radiographic failure 

[3] 

 
 
 

79 / 79 

(100.0%) 

65 / 73 

(89.0%) 

74 / 77 

(96.1%) 

 
 
 

42 / 43 

(97.7%) 

36 / 38 

(94.7%) 

38 / 39 

(97.4%) 

 
 
 

67 / 72 

(93.1%) 

58 / 66 

(87.9%) 

61 / 67 

(91.0%) 

 
 
 

54 / 56 

(96.4%) 

51 / 54 

(94.4%) 

49 / 52 

(94.2%) 

 
 
 
 

NA 

 
 
 
 

NA 

Note: NA = Not Applicable 

[1] P-value from Blackwelder’s test of non-inferiority assessing the null hypothesis that the difference  (DOD –

OxZr/XLPE) in success percentages is less than or equal to 10%. 

[2] P-value from two-sided Chi-square test. 

[3] No radiographic failure indicates no radiolucencies greater than 2 mm in 50% or more in any of the cup or stem 
zones, no femoral or acetabular subsidence greater than or equal to 5 mm from baseline, and no acetabular cup 
inclination changes greater than 4 degrees. The radiolucency assessment was based on the AP and lateral view if both 
were available, though only one complete view was required to make the assessment. 
 

 
 

E. Overall Conclusions 
 
The clinical data presented in this application support the reasonable assurance of safety and 
effectiveness of the R3 delta Ceramic Acetabular System when used in accordance with the 
indications for use. Based on the clinical study results, it is reasonable to conclude that a significant 
portion of the indicated patient population will achieve clinically significant results and that the 
clinical benefits of the use of the R3 delta Ceramic Acetabular System in terms of improvement in 
pain and function, increased hip ROM, and /or diminished deformity outweigh the risks associated 
with the device and surgical procedure through 3 years of follow-up. 
 

 
PACKAGING AND LABELING 
R3 Acetabular Shells, R3 delta Ceramic Acetabular Liners, R3 delta Ceramic Femoral Heads, and 
Femoral Stems are packaged with a dual sterile barrier to maintain sterility. Implants should be 
accepted only if received by the hospital or surgeon with the factory packaging and labeling intact.  If 
the sterile barrier has been broken, return the component to Smith & Nephew, Inc. 

 

 

 

 



 

 
Page 32 of 33 

STERILIZATION 

Implant components are supplied sterile to a Sterility Assurance Level (SAL) of 10
-6

.  The 

sterilization methods for system components are shown below: 
 

Component Sterilization Method 

R3 Acetabular Shells  Gamma irradiation, minimum 25 kGy 

R3 delta Ceramic Liners including titanium 
band 

Gamma irradiation, minimum 25 kGy 

R3 delta Ceramic Heads Gamma irradiation, minimum 25 kGy 

R3 Ancillary Implant Components (i.e., 
Screws, Hole Covers) 

Gamma irradiation, minimum 25 kGy 

SYNERGY, POLARSTEM, SL-PLUS and 
ANTHOLOGY Femoral Stems 

Gamma irradiation, minimum 25 kGy 

 
The disposable alignment guides packaged with the R3 delta Ceramic Acetabular Liners are 

sterilized by gamma irradiation to a sterility assurance level of 10
-6

. Do not reuse or resterilize these 

disposable instruments.    
 
All other instruments used to implant the device system are supplied non-sterile and must be 
cleaned and sterilized prior to use using one of the following validated, recommended methods: 
 
NON-STERILE DEVICES 
If not specifically labeled sterile, instruments are supplied non-sterile and must be cleaned and 
sterilized prior to surgery.  Please see also the document, “Recommendations for decontamination 
and sterilization of Smith & Nephew orthopaedic devices”, which is provided with Smith & Nephew 
instrument sets, for further information on cleaning instructions and validated sterilization 
procedures. 

RECOMMENDED STEAM STERILIZATION CYCLE PARAMETERS 

 Dynamic Air Removal (Prevacuum) Steam Cycle: 132ºC (270ºF) for 4 minutes or 135ºC 
(275ºF) for 3 minutes and a minimum vacuum drying time of 30 minutes. 

 Gravity Displacement Steam Cycle: 132°C (270°F) for 30 minutes* and a minimum vacuum 
drying time of 30 minutes. 

 Immediate Use Steam Sterilization (IUSS) (Flash Steam Cycle) (Reusable instruments only): 
132°C (270°F) for 10 minutes in a Gravity Displacement Cycle or 4 minutes in a Dynamic Air 
Removal (Prevacuum) Cycle. 

 
Containment devices should be wrapped with a central supply wrap (CSR) or placed in a reusable 
rigid container for sterilization.  Note to US Customers: FDA cleared sterilizers and wraps are to be 
used in your sterilization processes. 

*This sterilization cycle is not considered by the United States Food and Drug Administration 
(US FDA) to be a standard sterilization cycle. Users should only use sterilizers and 
accessories (such as sterilization wraps, sterilization pouches, chemical indicators, 
biological indicators, and sterilization containers) that have been cleared by the US FDA for 
the selected sterilization cycle specifications (time and temperature). 
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MAGNETIC RESONANCE IMAGING (MRI) SAFETY 
The R3 delta Ceramic Acetabular System has not been reviewed by FDA for safety and 
compatibility in the MR environment.  The R3 delta Ceramic Acetabular System has not been tested 
for heating or migration in the MR environment.  Known risks of exposing implant devices to the MR 
environment include displacement, torque and radio frequency induced heating.  Implant devices 
may also create image artifacts in MR scans. 
 
INFORMATION 
For further information, please contact Smith & Nephew, Inc. Customer Service at (800) 238-7538 
for calls within the continental USA and (901) 396-2121 for all international calls. 
 
Zirconia Toughened Alumina ceramic components manufactured by: 
CeramTec GmbH 
Medical Products Division 
CeramTec-Platz 
Plochingen, 73207 
Germany 
 
Smith & Nephew, Inc. 
1450 Brooks Road 
Memphis, TN  38116  USA 
 
™Trademark of Smith & Nephew, Certain Marks Reg. U.S. Pat. & TM Off. 
All trademarks acknowledged 

XXXXXXXX  Rev. 0    XX/20XX 
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Purpose
This document was prepared to provide instructions for the care, maintenance, cleaning and sterilization of the  
medical devices produced by the Orthopaedics Business of Smith & Nephew, Inc. These methods were developed  
using standard equipment and practices common to health care facilities. Validation testing to support these  
instructions was based on recognized guidelines and standards for reusable devices and containment devices from 
the following organizations: 

American National Standards Institute (ANSI)

Association for the Advancement of Medical Instrumentation (AAMI)

Association of Operating Room Nurses (AORN)

German Instrument Working Group (AKI) Arbeitskreis Instrumenten-Aufbereitung

Health Canada

International Standards Organization (ISO)

International Association of Healthcare Central Service Material Management (IAHCSMM)

World Health Organization (WHO)

UK Department of Health

Australian/New Zealand Standard

Scope
These instructions apply to all reusable devices that are sold by Smith & Nephew Orthopaedics and are supplied non-
sterile but are intended to be used in a sterile state. These instruction also apply to single use devices that are placed 
in containment devices prior to sterilization (i.e. plates, nails, screws, pins and wires). This includes single use devices 
that are packaged sterile but are removed from its sterile packaging and placed in containment devices. 
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Automatic washer/disinfector Washer-disinfectors are not only used to clean devices, but also to provide intermediate 
to high level disinfection with a hot water rinse. Cleaning is dependent upon thorough 
coverage of the devices and the force of the water spray. Therefore, all sections of the 
device must be accessible for ease of cleaning and penetration of cleaning agents. 
The automatic washer/disinfector equipment should be operated following the 
manufacturer’s instructions for use.

Definitions Universal Precautions: Universal precautions are standards of infection control practices 
designed to reduce the risk of transmission of bloodborne infections.

Chemical Indicator (CI): Test system that reveals change in one or more pre-defined 
process variables based on a chemical or physical change resulting from exposure to a 
process. CIs assist in the detection of potential sterilization failures that could result from 
incorrect packaging, incorrect loading of the sterilizer, or sterilizer malfunctions. The  
“pass” response of a CI does not prove that the item monitored by the indicator is sterile.

Biological Indicator (BI): Test system containing viable microorganisms providing a 
defined resistance to a specified sterilization process.

Caddy: A small flip top case that contains multiple small implants (i.e. screws,  
plates, etc).

Containment Device: A reusable rigid sterilization container, instrument case/cassette, 
caddy or organizing tray and any reusable accessories for use in healthcare facilities for 
the purpose of containing reusable medical devices for sterilization.

Single Use Device (SUD): A device that is intended for one use or on a single patient 
during a single procedure.  For clarity, a single use device that has come into contact  
with blood, tissue or bodily fluids shall not be reprocessed or reused.

Detergents Low foaming detergents with a pH range between 6.0 and 8.0 are recommended. 
Detergents with a pH outside this range can have an adverse effect or be damaging to 
some instruments and containment devices. Enzymatic detergents aid in the removal of 
organic soil such as blood.

Detergents should be used at the concentration and temperature recommended by the 
detergent manufacturer. 

There are some alkaline detergents that have been formulated to be safe for  
reprocessing medical devices. Refer to the manufacturer’s limitations and warnings for 
information concerning specific materials that are adversely affected by the detergents.

Loaner Instrument Set It is the hospitals responsibility for cleaning, disinfection, packaging and sterilization of  
all loaner instruments upon their receipt. In addition, it is also the responsibility of the 
hospital to clean, disinfect, package and sterilize the instrument sets prior to their return 
to Smith and Nephew Inc.

Manual cleaning tools Hospital tools necessary for manual cleaning include: surgical scrub brushes, chenille pipe 
cleaners, soft low linting cloths, cotton tip applicators, and several size/length brushes.

Do not use abrasive cleaning tools (i.e. scouring pads or metal brushes).

Cleaning tools must be cleaned and inspected between use. Cloths should be clean  
and lint free and changed frequently. Brushes should be clean. Discard worn brushes  
and disposable cleaning tools.

Safety precautions Personal Protective Equipment (PPE) should be worn when handling or working with 
contaminated or potentially contaminated devices. PPE includes: gown, mask, goggles  
or face shield and shoe covers.

Universal precautions should be observed by all hospital personnel that work with 
contaminated or potentially contaminated devices. Caution should be exercised when 
handling devices with sharp points or cutting edges.

Water The quality of water should be carefully considered for use in cleaning reusable devices. 
Water hardness is a concern because deposits left on medical devices may result in 
ineffective cleaning and sterilization. Final rinsing should be carried out using  
deionized water.

Important information/recommendations for use
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Recommended cleaning instructions

Cleaning is the single most important step in preparing a device for reuse. Effective cleaning must be carried out to 
achieve proper disinfection/sterilization. Thorough cleaning and rinsing are vital to reprocessing reusable medical 
devices. Also, thorough rinsing is important for the removal of any residual cleaning agents from the medical devices. 
The purpose of cleaning and rinsing is to remove all adherent visible debris and to reduce the number of particulates, 
microorganisms, and pyrogens. The recommended cleaning instructions in this document include both manual  
and automatic washing/disinfection procedures. While manual cleaning is the most universal method of cleaning,  
automatic washing is preferred. The cleaning processes presented in this brochure have been validated. Other  
methods of cleaning may be suitable but must be validated by the user of the device.

Warnings It is the responsibility of the user to ensure that the cleaning process is performed 
following these procedures to achieve the desired result.

For ultrasonic cleaning, the enzymatic detergent solution should be changed before it 
becomes heavily soiled so that effective cleaning is not inhibited.

Most electronic devices cannot be submerged during cleaning and could sustain 
permanent damage as a result of submersion. Check the “Instructions for Use” for 
information on submersion of electronics. 

Do not sonicate powered devices.

All cleaning should be performed in a manner designed to minimize exposure  
to bloodborne pathogens. Manual cleaning should be done while the instrument  
is immersed.

Limitations of cleaning instructions These recommended procedures are intended as a general guide for cleaning of 
medical devices. Some devices are labeled with more specific instructions.

Limitations of reprocessing  Repeated reprocessing of reusable medical devices has minimal effect on  
the devices. 

End of life is normally determined by wear and damage due to use.

Preparations at the point of use  
prior to processing

Keep instruments moist after use to prevent soil from drying on them.

Follow Universal Precautions for handling and transporting contaminated instruments 
to the designated cleaning area. Contaminated instruments should be transported to 
the area for cleaning in a way that avoids contamination of personnel and hospital.

Prior to cleaning, visible debris should be removed from the surfaces, crevices,  
mating surfaces, cannulas, joints and all other hard-to-clean design features. Dried 
on soil is difficult and sometimes impossible to remove with automatic washing.

Instruments should be cleaned as soon as possible after use to prevent blood  
from drying on the devices. (A four-hour dry time is used for cleaning validations of 
Smith & Nephew Orthopaedics reusable devices.)

Preparation for cleaning Disassemble each instrument into its component parts. Containment devices must 
be cleaned separately from the instrumentation. 

Note If you have questions concerning the disassembly of any Smith & Nephew 
Orthopaedics device, contact your Smith & Nephew sales representative.

Overview of product groups for  
reusable device cleaning

Cleaning of reusable devices  is dependent upon product design features. The 
cleaning methods for Smith & Nephew reusable devices are based on product 
groups that have design features that present a similar challenge to cleaning.

Device categories for cleaning:
- Devices WITHOUT challenging design features
- Devices WITH challenging design features
- Flexible reamers
- Powered devices
-  Containment devices
-  Noncritical devices/equipment
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Definition of product groups Devices WITHOUT challenging design features: Includes all instruments that 
do not have design features that present a challenge to cleaning by the Smith & 
Nephew recommended cleaning procedure. These instruments do not have hard to 
access locations for cleaning such as lumens, interfaces, hinged/mating surfaces, 
serrations, etc. These are instruments that do not have retractable or moving parts.

Examples: Bone spikes, osteotomes, mallets

Devices WITH challenging design features: Includes all instruments that  
have design features that present a challenge to cleaning by Smith & Nephew  
recommended cleaning procedure such as lumens, interfaces, hinged/mating  
surfaces and serrations etc. These instruments may have retractable and  
moving features. 

Examples: Reamers, T-handles, cable passers, cutting blocks and hinged clamps

Flexible reamers: Includes all instruments that have a laser cut flex reamer design. 

Examples: Flexible screw drills and flexible shafts

Powered devices: Those that use pneumatic power or have power cords and 
require the use of electricity to operate. 

Examples: ACCURIS™ handpiece and pulse lavage handpiece

Containment devices: Instrument cases, trays, caddies and lids

Non-critical devices/equipment: Those that do not contact the patient or may 
contact intact skin. 

Examples: Power supply boxes and power cable surfaces
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Recommended cleaning procedures

Manual cleaning procedures Devices WITHOUT challenging design features

1 Rinse in cold water (<43ºC) to remove visible debris and to prevent coagulation  
of blood.

2 Immerse and soak for a minimum of one (1) minute in enzymatic detergent.

3 Use a surgical scrub brush to remove visible debris.

4 Rinse for a minimum of one minute using a sufficient volume of deionized water 
that will completely immerse the instrument.  Water should be changed a minimum 
of two times to ensure thorough rinsing. If the components of the instrument are 
movable or can be retracted, it is necessary to do so during the rinsing process

5 Check for visible debris. Repeat cleaning if debris is visible.

Devices WITH challenging design features

1 Rinse in cold water (<43ºC) to remove visible debris and to prevent coagulation  
of blood.

2 Immerse and soak for a minimum of five (5) minutes in enzymatic detergent.

3 Remove additional soil from challenging design features (i.e. holes, lumens, 
hinged/mating surfaces, interfaces, crevices, serrations) using common hospital 
cleaning tools. 
a  Move and/or retract all moveable parts and remove visible debris using a brush. 
b  Scrub lumens or holes with a brush of an appropriate size to ensure that the   
    full width and depth is accessed. Use a twisting action with the brush. Small  
    diameter lumens may be irrigated with the cleaning solution using a syringe. 
c  Open hinged devices and scrub hinged area with a brush. 
d  Scrub crevices with a brush.

4 Sonicate instrument in enzymatic detergent in its fully opened position for  
a minimum of 15 minutes in an ultrasonic cleaner containing warm  
enzymatic detergent.

5 Rinse for a minimum of one minute using a sufficient volume of deionized water 
that will completely immerse the instrument.  Water should be changed a minimum 
of two times to ensure thorough rinsing. If the components of the instrument are 
movable or can be retracted, it is necessary to do so during the rinsing process.

6 Check instruments for visible debris (see “Verifying Cleaning”). Repeat cleaning if  
debris is visible.

Flexible reamer devices

1 Rinse in cold water (<43ºC) to remove visible debris and to prevent coagulation  
of blood.

2 Immerse and soak for a minimum of ten (10) minutes in enzymatic detergent.

3 Scrub lumen with a brush of an appropriate size to ensure that the full width and 
depth is accessed. Use a twisting action with the brush. (The bristles should be 
stiff enough to remove bone and tissue.)

4 Scrub the surface with a surgical scrub brush to remove all visible debris from the 
surface and crevices.

5 Bend the reamer in a U-shape and scrub the surface with a scrub brush. 
Note Bend at several locations along the length to access all crevices.

6 Rinse thoroughly with warm water making sure to irrigate the lumen and crevices. 
Note Use a clean brush during the rinse cycle and move back and forth several 
times through the lumen during rinsing.

7 Sonicate in enzymatic detergent for a minimum of 15 minutes in an ultrasonic 
cleaner containing enzymatic detergent.

8 Rinse for a minimum of one minute using a sufficient volume of deionized water 
that will completely immerse the instrument. Water should be changed a minimum 
of two times to ensure thorough rinsing.

9 Check instrument for visible debris (see “Verifying Cleaning”). If debris is visible, 
repeat cleaning steps 2 – 8.
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Manual cleaning procedures 
(continued)

Powered instruments

Note Leave the instrument that directly connects to the motorized device (i.e. the 
hose that connects to a powered handpiece) in place during cleaning to prevent an 
excessive amount of water from entering the motor. 

Note Do not sonicate powered instruments.

Clean the motorized device as follows:

1 Rinse in cold water (<43ºC) to remove visible debris and to prevent coagulation  
of blood.

2 Immerse the motorized device, with the connecting instrument still in place, in 
enzymatic detergent and soak for three minutes.

3 Scrub the device in enzymatic detergent using cleaning brushes.

4 Rinse for a minimum of one minute using a sufficient volume of deionized water 
that will completely immerse the instrument. Water should be changed a minimum 
of two times to ensure thorough rinsing.  
Note Final rinsing should be carried out using deionized water.

5 Remove the motorized device from the water before disassembly of the  
connecting instrument. 
Note Clean the connecting instrument separately following the cleaning 
instructions for “Devices WITH challenging design features.”

Containment devices

1 Inspect containment device for visible debris.

2 If dried visible debris is observed, follow the manual instructions for “Devices WITH 
challenging design features.”

3 If dried visible debris is not observed, clean following the manual instructions for 
“Devices WITHOUT challenging design features.”

Non-critical devices/equipment

Sterile hospital grade covers can be used whenever possible to prevent  
contamination of non-critical devices or equipment.  
Note Porous items like foam that are contaminated must be discarded.

Clean surfaces by wiping with a cloth and using enzymatic detergent and water.

Verifying cleaning

1 After cleaning, visually inspect devices under normal lighting for the removal of 
visible debris.

2 For difficult to view design features, apply 3% hydrogen peroxide. Bubbling is 
indicative of the presence of blood.  
Note Rinse the instruments thoroughly with deionized water following hydrogen 
peroxide testing.

3 Repeat cleaning if not visibly clean and reinspect.
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Automatic washing and thermal 
disinfecting procedures

Devices WITHOUT challenging design features

1 Manual precleaning:

IS NOT REQUIRED if the device does not have dried-on visible debris. Place the 
device directly into the automatic washer for cleaning.

IS REQUIRED if the device does have dried on visible debris. Follow the manual 
cleaning steps below prior to placing the device in the automatic washer  
for cleaning.

a Rinse in cold water (<43ºC) to remove visible debris and to prevent coagulation  
of blood.

b Immerse and soak for a minimum of one (1) minute in enzymatic detergent.

c Use a surgical scrub brush to remove visible debris.

d Rinse for a minimum of one minute using a sufficient volume of water that will 
completely immerse the instrument. Water should be changed a minimum of two 
times to ensure thorough rinsing

2 Place the device in the automatic washer and run the recommended automatic 
washer steps (see Section “Automatic Washing Cycle Steps and Parameters.”) 

Note Final rinsing should be carried out using deionized water.

Devices WITH challenging design features

1 Manual precleaning is required for all devices in this product group. Follow the 
manual cleaning steps below prior to placing the device in the automatic washer 
for cleaning.

a Rinse in cold water (<43ºC) to remove visible debris and to prevent coagulation  
of blood.

b Immerse and soak for a minimum of five (5) minutes in enzymatic detergent.

c Remove additional visible debris from challenging design features (i.e. holes, 
lumens, hinged/mating surfaces, interfaces, crevices, serrations) using common 
hospital cleaning tools.

   - Move and/or retract all moveable parts and remove visible debris using  
   a brush.

   - Scrub lumens or holes with a brush of an appropriate size to ensure that the  
   full width and depth is accessed. Use a twisting action with the brush. Small  
   diameter lumens may be irrigated with the cleaning solution using a syringe.

   - Open hinged devices and scrub hinged area with a brush.

   - Scrub crevices with a brush.

d Sonicate instrument in its fully opened position for a minimum of 15 minutes in 
an ultrasonic cleaner containing enzymatic detergent.

e Rinse for a minimum of one minute using a sufficient volume of deionized water 
that will completely immerse the instrument.  If the the components of the instru-
ment are movable or can be retracted, it is necessary to do so during the rinsing 
process.  Water should be changed a minimum of two times to ensure thorough 
rinsing.   

2 Load the instruments in the washer such that all design features of the device are 
accessible to cleaning and such that design features that might retain liquid can 
drain (for example, hinges should be open and lumens and holes positioned  
to drain).

3 Run the recommended automatic washer steps (see Section “Automatic Washing 
Cycle Steps and Parameters.”)
Note Final rinsing should be carried out using deionized water.

4 Check instruments for visible debris (see “Verifying cleaning”). Repeat cleaning if 
debris is visible and reinspect.
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Automatic washing and thermal 
disinfecting procedures (continued)

Flex reamer devices

1 Manual precleaning is required for all devices in this product group. Follow the 
manual cleaning steps below prior to placing the device in the automatic washer 
for cleaning.

a Rinse in cold water (<43ºC) to remove visible debris and to prevent coagulation  
of blood.

b Immerse and soak for a minimum of ten (10) minutes in enzymatic detergent.

c Scrub lumen with a brush of an appropriate size to ensure that the full width and 
depth is accessed. Use a twisting action with the brush. (The bristles should be 
stiff enough to remove bone and tissue.)

d Scrub the surface with a surgical scrub brush to remove all visible debris from 
the surface and crevices.

e Bend the reamer in a U-shape and scrub the surface with a scrub brush.  
Note Bend at several locations along the length to access all crevices.

f Rinse for a minimum of one minute using a sufficient volume of water that will 
completely immerse the instrument. Water should be changed a minimum of two 
times to ensure thorough rinsing. Make sure to irrigate the lumen and crevices.

g Sonicate for a minimum of 15 minutes in an ultrasonic cleaner containing  
enzymatic detergent.

2 Place the device in the automatic washer and run the recommended automatic 
washer steps (see Section “Automatic Washing Cycle Steps and Parameters”).
Note Final rinsing should be carried out using deionized water.

Powered instruments

Note Leave the instrument that directly connects to the motorized device (i.e. the 
hose that connects to a powered handpiece) in place during cleaning to prevent  
an excessive amount of water from entering the motor. 

Note Do not sonicate powered instruments.

Clean the motorized device as follows:

1 Rinse in cold water (<43ºC) to remove visible debris and to prevent coagulation  
of blood.

2 Use a surgical scrub brush to remove visible soil.

3 Rinse for a minimum of one minute using a sufficient volume of  water that will 
completely immerse the instrument. Water should be changed a minimum of two 
times to ensure thorough rinsing. 

4 Place the device with the connecting device attached in the automatic washer and 
run the recommended automatic washing steps (see Section “Automatic Washing 
Cycle Steps and Parameters”)  
Note Final rinsing should be carried out using deionized water.

    Note Clean the connecting instrument separately following the cleaning 
instructions for “Devices WITH challenging design features.”

Containment devices

1 Inspect containment device for visible debris.

2 If dried visible debris is observed:

a Immerse/soak in enzymatic detergent for five (5) minutes.

b Scrub surfaces including brackets and hinges with cleaning brush.

c Rinse for a minimum of one minute using a sufficient volume of water that  
will completely immerse the containment device. Water should be changed  
a minimum of two times to ensure thorough rinsing.

d Place the containment device in the automatic washer and run the  
recommended automatic washer steps (see Section “Automatic Washing  
Cycle Steps and Parameters”). 
Note Final rinsing should be carried out using deionized water.

3 If dried debris is not observed, place the containment device in the automatic 
washer and run the automatic washer steps given below (see Section “Automatic 
Washing Cycle Steps and Parameters”.  
Note Final rinsing should be carried out using deionized water. 
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Automatic washing and thermal 
disinfecting procedures (continued)

Automatic washing cycle steps and parameters

Minimum cycle parameters:
• Five (5) minute cold prewash (<43ºC)
• Five (5) minute enzyme wash 
• Five (5) minute detergent wash 
• One (1) minute rinse 

Note Final rinsing should be carried out using deionized water.

Thermal disinfection parameters

Minimum cycle parameters:
• One (1) minute at 91° C

Verifying cleaning

1 After cleaning, visually inspect devices under normal lighting for the removal of 
visible debris.

2 For difficult to view design features, apply 3% hydrogen peroxide. Bubbling is 
indicative of the presence of blood.  
Note Rinse the instruments thoroughly with deionized water following hydrogen 
peroxide testing.

3 Repeat cleaning if not visibly clean and reinspect.

Inspection and function testing All reusable devices Visually inspect for damage or wear.

Hinged instruments Check for smooth movement of hinge without  
excessive “play.”

Locking mechanisms Check for action.

Cutting features Check edges for distortion/large nicks. Edges should  
be continuous.

Trials Articular surfaces should be smooth and free of cracks 
and deep nicks.

Mating parts Check to make sure that mating parts fit together without 
complications.

Reamer/drill bits Inspect “chuck” end for burrs and distortion that might 
hinder insertion into a drill.

Hammering surfaces Inspect for burrs and large nicks.

Driving instruments Inspect plastic ends for cracks and large nicks.

Metal surfaces Inspect for corrosion and major deformation.

Powered devices Verify that power is supplied when the device is turned 
on and ceases when the device is turned off.

Maintenance and care For devices with hinged/mating surfaces, surgical-grade lubricant should be added 
to the hinged area while in the open position.

Discard blunt or damaged instruments.

Storage Reusable devices that will be stored between cleaning and sterilization should be 
dried with a low-linting, non abrasive soft cloth to prevent microbial contamination 
that could result from wet instruments. Containment devices can be stacked  
for storage. 
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Recommended sterilization instructions

Recommended sterilization methods have been validated to sterility assurance levels (SAL) in compliance with  
federal and international standards. Other sterilization cycles may also be suitable, but the individuals or hospitals  
are advised to validate other methods for use with Smith & Nephew orthopaedic products.

Warnings It is the responsibility of the user to ensure that the sterilization process is actually 
performed using qualified equipment, materials and personnel such that the 
recommended parameters are achieved.

Smith and Nephew recommends consulting the Immediate-Use Sterilization 
statement in AAMI ST 79 for guidance on IUSS.

Steam is the only method that has been validated for reprocessing by Smith & 
Nephew. Sterrad or hydrogen peroxide based gas systems have not been validated.  

Package inserts are provided with external fixators to provide directions  
for resterilization.

These recommended procedures are intended as a general guide for sterilization of
reusable medical devices sold by the Othopaedics Division of Smith & Nephew, Inc. 
Some devices are labeled with more specific instructions.

It is the responsibility of the user to validate their sterilization equipment to ensure 
that the recommended parameters are achieved.

Note The “Express” prevacuum steam sterilization cycle is not approved for  
Smith & Nephew containment devices.

Limitations of reprocessing  Repeated reprocessing has minimal effect on the devices. End of life is normally 
determined by wear and damage due to use.

Updates for sterilization For sterilization updates go to  
http://global.smith-nephew.com/us/DECONTAMINATION.htm

Implants All implants are sold as single-use devices.

The method of initial sterilization for implants that are supplied sterile is noted on  
the package label.

Reusable devices Most reusable devices are sold non-sterile. It is critical to properly clean all reusable 
devices prior to sterilization.

Instruments are sterilized assembled unless otherwise instructed.
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Containment devices Smith & Nephew Orthopaedics containment devices are categorized into families 
based on the design, density and material of the inner and outer containment  
devices. Each family has been validated to a 10-6 Sterility Assurance Level (SAL).

Smith & Nephew designs the proper placement of instruments and other devices 
into each containment device layout. The layout has predetermined brackets and 
artwork descriptions. If instruments are added, the user is responsible for validation 
of the new layout.

When applicable, adhesive labels shipped with the containment device should be 
applied to the outer containment device. Large labels typically have a designated 
outlined box with the instructions “PLACE LABEL HERE.” Small labels are placed on 
the end caps under the labels.

CI and BI placement: Some Smith & Nephew containment device designs have 
multiple layers of instrument caddies or trays. 

Testing has shown that the following CI and BI placement locations should be used 
for qualification testing by the hospital or healthcare facility:

-  For containment devices that do not contain internal instrument case 
   caddies: At the center and at each corner of the bottom internal containment 
   device or tray.

-  For containment devices that contain internal instrument case caddies: 
   At each corner of the caddy on the bottom level of the case.

Containment device weight: Smith & Nephew containment devices are designed 
to achieve a total case weight (outer case, device, plus inner trays/caddies) of 25 
pounds (11.34 kgs) or less. Please be aware that there are some older models that 
cannot be separated to achieve a weight below 25 pounds (11.34kgs). These older 
models have been validated to achieve a 10-6 SAL.

Only hospital trained personnel should be utilized for inspection and maintenance of
containment devices.

Modifications to the containment devices should only be made by Smith & Nephew 
unless the materials and instructions for modifications are supplied by Smith & 
Nephew (see “Contact Information”).

The sterilization of containment devices is validated with the instruments placed and
positioned in the predetermined placement locations of the containment device.

A single absorbent towel (i.e. a huck towel) can be placed under the containment 
device to aid in drying. 

Smith & Nephew is the only authorized service/repair company for Smith & Nephew, 
Inc. containment devices. Containment devices in need of repair/replacement must 
be returned to Smith & Nephew.

Smith & Nephew does not recommend stacking of containment devices
during sterilization.

Preparation for sterilization Reusable devices

It is important that adequate cleaning be carried out prior to sterilization.

Reusable devices should be placed in suitable packaging for the sterilization process 
(i.e. central supply wrap [CSR], paper/plastic pouches, rigid containers, etc.) and 
sterilized prior to surgical use.
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Preparation for sterilization  
(continued)

Trauma plates, nails, screws, pins and wires

Trauma plates, nails, screws, pins and wires are implants and are considered single 
use devices. These devices are sold both nonsterile and sterile and are often  
removed by the user from their original packaging and placed in a containment  
device (i.e. instrument case) for processing. These devices should be cleaned  
prior to sterilization (see cleaning instructions for Devices without challenging design 
features). These instructions do not apply to reprocessing or reuse of single use 
devices that have come in contact with blood, tissue or bodily fluids.

Prior to sterilization of the device, remove all original packaging and labeling inserts. 
Place the device in its designated location in the containment device.

It is important that adequate cleaning be carried out prior to sterilization.

Sterilization wrap/reusable rigid containers

Containment devices can be wrapped with an approved CSR wrap or placed in an 
approved reusable rigid container for sterilization.

All sterilization wraps may not be approved for all cycle types. Check with the  
manufacturer for approvals.

Aesculap SterilContainerTM and Case Medical SteriTite® rigid containers with  
perforated bottoms have been approved for use with Smith & Nephew Orthopaedics 
instrument sets. These rigid containers are not approved for Immediate Use Steam 
Sterilization (IUSS) or (Flash Sterilization).

Note to US customers Sterilizers and wraps used in your sterilization process must 
be FDA cleared.

Recommended sterilization  
parameters

Dynamic air removal (prevacuum) steam

Exposure temperature: 132ºC (270ºF)
Exposure time: 4 minutes

OR

Exposure temperature: 135ºC (275ºF)
Exposure time: 3 minutes

Minimum drying time: Devices not in a containment device – 15 minutes;  
Devices in a containment device – 30 minutes*

Gravity displacement steam

Exposure temperature: 132ºC (270ºF)

Exposure time:
-  15 minutes for devices not in a containment device
-  30 minutes for devices in a containment device*

Minimum vacuum drying: 30 minutes

Immediate Use Steam Sterilization (IUSS) or Flash Steam

Dynamic air removal (prevacuum) steam
-  Exposure temperature: 132ºC (270ºF)
-  Exposure time: 4 minutes

*This sterilization cycle is not considered by the United States Food and Drug Administration (US FDA) to be 
a standard sterilization cycle. Users should only use sterilizers and accessories (such as sterilization wraps, 
sterilization pouches, chemical indicators, biological indicators, and sterilization containers) that have been 
cleared by the US FDA for the selected sterilization cycle specifications (time and temperature).
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Recommended sterilization methods 
for device types

Device type

Plates, nails, screws, pins and wires Gravity displacement steam

Dynamic air removal (prevacuum) steam

External fixation devices Dynamic air removal (prevacuum) steam

UK steam cycle

WHO steam cycle

Reusable devices (instruments,  
containment devices,  
powered devices)

IUSS or Flash steam

Gravity displacement steam

Dynamic air removal (prevacuum) steam

UK steam cycle

WHO steam cycle

Storage Sterile packaged instruments should be stored in a designated, limited access area 
that is well ventilated and provides protection from dust, moisture, insects, vermin 
and temperature and humidity extremes. Storage is event related and not time 
related. Sterile packaged devices can be stored as long as sterile packaging is not 
breached. Smith & Nephew does not recommend stacking of wrapped containment 
devices or rigid containers.

Cleaning and Sterilization Validation Information

The detergents and equipment  
used to support the validation  
of cleaning and sterilization  
were as follows:

Detergents:
    Prolystica® 2X Concentrate Enzymatic Presoak and Cleaner, Steris Corporation
    Klenzyme® Enzymatic Presoak and Cleaner, Steris Corporation
    Note 1: The manufacturer’s instructions were followed for use of the detergents.
    Note 2: Suitability of alternative agents should be checked by the reference to the  
    manufacturer’s information and/or physical testing

Steam Sterilizer:
    AMSCO Model SV-120

Washer-Disinfector:
    Steris Reliance 444 Single Chamber Washer/Disinfector

Recommended sterilization  
parameters (continued)

For non-US customers

UK steam cycle

Prevacuum cycle

Exposure temperature: 134°C (273ºF)

Exposure time: 3 minutes

Vacuum drying: 30 minutes

Note The procedure outlined in HTM 2010 should be followed.

World Health Organization (WHO) steam cycle

Exposure temperature: 134°C (273ºF)

Exposure time: 18 minutes

Vacuum drying: 30 minutes
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Contact Information

US Customer Service phone: 1-800-238-7538

International Customer Service phone: 901-396-2121

US/International Customer Service Fax: 901-332-7289

Additional cleaning and sterilization information can be found at: 
http://global.smith-nephew.com/us/DECONTAMINATION.htm



16  

Notes
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