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Trade/Device Name: ReliaCatch Specimen Retrieval Bag 10mm; ReliaCatch Specimen 

Retrieval Bag 12mm 
Regulation Number:  21 CFR 876.1500 
Regulation Name: Endoscope and Accessories 
Regulatory Class:  Class II 
Product Code:  GCJ 
Dated:  November 2, 2016 
Received:  November 7, 2016 

Dear Ms. Brown: 

We have reviewed your Section 510(k) premarket notification of intent to market the device 
referenced above and have determined the device is substantially equivalent (for the indications 
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate 
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to 
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug, 
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA). 
You may, therefore, market the device, subject to the general controls provisions of the Act. The 
general controls provisions of the Act include requirements for annual registration, listing of 
devices, good manufacturing practice, labeling, and prohibitions against misbranding and 
adulteration. Please note:  CDRH does not evaluate information related to contract liability 
warranties. We remind you, however, that device labeling must be truthful and not misleading. 

If your device is classified (see above) into either class II (Special Controls) or class III (PMA), 
it may be subject to additional controls. Existing major regulations affecting your device can be 
found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may 
publish further announcements concerning your device in the Federal Register. 

Please be advised that FDA's issuance of a substantial equivalence determination does not mean 
that FDA has made a determination that your device complies with other requirements of the Act 
or any Federal statutes and regulations administered by other Federal agencies. You must comply 
with all the Act's requirements, including, but not limited to: registration and listing (21 CFR 
Part 807); labeling (21 CFR Part 801); medical device reporting (reporting of medical device-
related adverse events) (21 CFR 803); good manufacturing practice requirements as set forth in 
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the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic product 
radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050. 

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please 
contact the Division of Industry and Consumer Education at its toll-free number (800) 638-2041 
or (301) 796-7100 or at its Internet address 
http://www.fda.gov/MedicalDevices/ResourcesforYou/Industry/default.htm. Also, please note 
the regulation entitled, "Misbranding by reference to premarket notification" (21 CFR Part 
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21 
CFR Part 803), please go to 
http://www.fda.gov/MedicalDevices/Safety/ReportaProblem/default.htm for the CDRH's Office 
of Surveillance and Biometrics/Division of Postmarket Surveillance. 

You may obtain other general information on your responsibilities under the Act from the 
Division of Industry and Consumer Education at its toll-free number (800) 638-2041 or (301) 
796-7100 or at its Internet address 
http://www.fda.gov/MedicalDevices/ResourcesforYou/Industry/default.htm.

Sincerely,

           For Binita S. Ashar, M.D., M.B.A., F.A.C.S. 
Director 
Division of Surgical Devices 
Office of Device Evaluation 
Center for Devices and Radiological Health 

Enclosure

y,

Jennifer R. 
Stevenson -A
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510(k) Summary 

This 510(k) summary of data used to demonstrate substantial equivalence is submitted in 
accordance with the requirements of the Safe Medical Devices Act (SMDA) of 1990.  The 
contents of the 510(k) summary have been provided in conformance with 21 CFR §807.98 

NAME: Covidien 

ADDRESS: 60 Middletown Avenue 
North Haven, Connecticut 06473 USA 

CONTACT PERSON: Kate Brown 
Associate, Regulatory Affairs 

PHONE NUMBER: (203) 492-8350 

FAX NUMBER: (203) 492-5029 

DATE PREPARED: 11/02/2016 

TRADE/PROPRIETARY NAME: ReliaCatch™ 10mm Specimen Retrieval Bag / 
ReliaCatch™ 12mm Specimen Retrieval Bag 

COMMON/USUAL NAME: Specimen Retrieval Device 

CLASSIFICATION NAME: Endoscope and Accessories per 21 CFR § 

PRODUCT CODE: 

CLASSIFICATION PANEL NAME: 

876.1500 

GCJ

General and Plastic Surgery 

FDA PANEL NUMBER: 79 

DEVICE CLASS: Pursuant to 21 CFR § 876.1500 an endoscope and 
accessories is a Class II device 

PREDICATE DEVICE(S): EndoCatch™ Gold previously cleared as Auto 
Suture™ disposable endoscopic specimen pouch 
[K922123] 

DEVICE DESCRIPTION: The ReliaCatch™ 10mm Specimen Retrieval Bag 
and ReliaCatch™ 12mm Specimen Retrieval Bag 
consist of a long cylindrical tube and a rip-stop 
nylon bag that encapsulates and contains 
specimens for removal from the body cavity. The 
device contains a handle used to retract and deploy 
the bag. The specimen bag is designed for 
introduction and use through all appropriately sized 
trocar sleeves. 
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INTENDED USE: The specimen retrieval bag has application for safe, 
convenient removal of tissue specimens such as the 
appendix, an ectopic pregnancy, gallbladder, 
gallstones, lymph nodes, ovaries, small sections of 
bowl and other tissue structures. 

SUMMARY COMPARING THE 
TECHNOLOGICAL 
CHARACTERISTICS OF THE 
PROPOSED AND PREDICATE 
DEVICE(S) 

The predicate device EndoCatch™ is packaged 
with the bag inside of the tube. Upon opening the 
package, the device is inserted into the trocar where 
the bag is deployed and the specimen retrieved. In 
the new design, the ReliaCatch™ device is 
packaged with the bag outside of the tube. Upon 
opening the package, the bag must initially be 
retracted into the tube prior to inserting into the 
trocar, and then deployed, and specimen retrieved. 
Additionally, the subject device will utilize a suture 
loop to cinch the bag once the specimen is 
retrieved, where the predicate utilized a ring. The 
predicate design consisted of a bag attached to a 
stainless steel spring. Once specimen is retrieved, 
the bag is cinched by pulling the gold ring and 
detaching the bag from the metal spring. The metal 
spring would then be retracted into the tube and the 
string cut, leaving the bag in the body cavity while 
the EndoCatch™ device is removed from the trocar. 
The subject device consists of a bag on “forks” 
which allows for the complete removal of the forks 
from the bag prior to cinching the bag and removing 
the specimen from the body cavity. Lastly, the 
suture material was changed to better perform in 
conjunction with the new rip-stop nylon bag 
material. 

MATERIALS: All components of the ReliaCatch™ specimen 
retrieval bag are comprised of materials which are 
in accordance with ISO 10993-1. 
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PERFORMANCE DATA: Summary of testing includes description of test 
methods, sample size, acceptance criteria, and 
pass/fail results. Objective acceptance criteria were 
defined for each test. Performance testing included: 

 Leak Rate Evaluation 
 Trocar Insertion Force 
 Trocar Removal Force 
 Pouch Deployment Force 
 Pouch Retraction Force 
 Pouch Cinch Force 
 Pouch Burst Pressure 
 Human Factors/Usability 

CONCLUSION: The results of the performance and comparative 
testing described above demonstrate that the 
ReliaCatch™ specimen retrieval bag is substantially 
equivalent to the predicate device, EndoCatch™ 
Gold specimen pouch cleared under [K922123]. 
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