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DE NOVO CLASSIFICATION REQUEST FOR  
TREVO PROVUE AND XP PROVUE RETRIEVERS 

 
REGULATORY INFORMATION 
 
FDA identifies this generic type of device as: 
 

Neurovascular Mechanical Thrombectomy Device for Acute Ischemic Stroke 
Treatment.  A neurovascular mechanical thrombectomy device for acute ischemic 
stroke treatment is a prescription device used in the treatment of acute ischemic 
stroke to improve clinical outcomes. The device is delivered into the 
neurovasculature with an endovascular approach, mechanically removes thrombus 
from the body, and restores blood flow in the neurovasculature.  

 
NEW REGULATION NUMBER:  21 CFR 882.5600 
 
CLASSIFICATION:  CLASS II   
 
PRODUCT CODE:  POL 

 
BACKGROUND 
 

DEVICE NAME:  TREVO PROVUE AND XP PROVUE RETRIEVERS (“TREVO 

RETRIEVERS”) 
 

SUBMISSION NUMBER: DEN150049 
 
DATE OF DE NOVO:  OCTOBER 26, 2015  
 
CONTACT:  CONCENTRIC MEDICAL, INC. (A BUSINESS UNIT OF STRYKER 

NEUROVASCULAR) 
301 EAST EVELYN AVENUE 
MOUNTAIN VIEW, CALIFORNIA 94041 
 

REQUESTER’S RECOMMENDED CLASSIFICATION: CLASS II 
 

INDICATIONS FOR USE 
 
The Trevo Retrievers are indicated for use to restore blood flow in the neurovasculature by 
removing thrombus for the treatment of acute ischemic stroke to reduce disability in patients 
with a persistent, proximal anterior circulation, large vessel occlusion, and smaller core 
infarcts who have first received intravenous tissue plasminogen activator (IV t-PA). 
Endovascular therapy with the device should start within 6 hours of symptom onset.  
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LIMITATIONS 
 
The sale, distribution, and use of the device are restricted to prescription use in 
accordance with 21 CFR 801.109. 
 
The safety and effectiveness of the Trevo Retrievers in reducing disability has not been 
established in patients with large core infarcts (i.e., Alberta Stroke Program Early 
Computed Tomography (CT) score (ASPECTS) ≤ 7). There may be increased risks, such 
as intracerebral hemorrhage, in these patients. 
 
The safety and effectiveness of the Trevo Retrievers in reducing disability has not been 
established or evaluated in patients with occlusions in the posterior circulation (e.g., 
basilar or vertebral arteries) or for more distal occlusions in the anterior circulation.  
 
Administration of IV t-PA should be within the FDA-approved window (within 3 hours 
of stroke symptom onset). 
 
The safety and effectiveness data supporting the granting of the Neurovascular 
Mechanical Thrombectomy Device for Acute Ischemic Stroke Treatment is based on use 
of this device type in conjunction with IV t-PA. At the time of this granting, IV t-PA is 
approved for treatment of acute ischemic stroke within 3 hours after symptom onset. 
FDA-approved changes to the drug labeling may have an impact on the safety and 
effectiveness of the device type. 
 
PLEASE REFER TO THE LABELING FOR A MORE COMPLETE LIST OF WARNINGS 
AND PRECAUTIONS. 
 

DEVICE DESCRIPTION   
 
The Trevo ProVue and XP ProVue Retrievers consist of a flexible, tapered core wire with a 
shaped self-expanding section at the distal end for clot capture and removal. Radiopaque 
platinum wires in the shaped section and radiopaque markers on the distal end allow fluoroscopic 
visualization. The Trevo Retrievers have a hydrophilic coating to reduce friction during use. A 
torque device and an insertion tool are provided with the Retrievers. The Trevo Retrievers are 
delivered to the site of occlusion in the neurovasculature through a microcatheter. The torque 
device may be used to lock the core wire of the Trevo Retriever to the microcatheter during the 
procedure, allowing the Trevo Retriever and microcatheter to be retracted as a system through 
the guide catheter and removed from the body with captured clot.  
 
Figure 1 below includes images of the distal shaped sections of the Trevo ProVue and XP 
ProVue Retrievers. Table 1 below includes a summary of the Trevo ProVue and XP ProVue 
Retriever configurations. 
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BIOCOMPATIBILITY/MATERIALS   
 
The Trevo Retrievers come in contact with the patient’s circulating blood and are 
classified as external communicating devices of limited contact duration (< 24 hours). 
Biocompatibility information was leveraged from information previously provided for 
the Trevo Retrievers cleared under K120961 because there were no new materials 
introduced into the finished device and no changes to the manufacturing process. 
Therefore, per International Standard Organization (ISO) 10993-1:2009/AC:2010 
(Biological Evaluation of Medical Devices – Part 1: Evaluation and Testing), 
biocompatibility tests leveraged for the Trevo Retrievers in the subject de novo included 
hemocompatibility/coagulation, hemocompatibility/hemolysis, cytotoxicity – ISO elution 
(minimum essential medium (MEM) extract), maximization test for delayed 
hypersensitivity, intracutaneous (intradermal) reactivity, acute systemic toxicity, and 
material mediated rabbit pyrogenicity testing.  
 
SHELF LIFE/STERILITY 
 
Sterilization and shelf-life information was leveraged from data in prior submissions of 
the Trevo Retrievers (K120961, K143077, and K150616). The Trevo Retrievers are 
provided sterile for single use. The devices are sterilized by ethylene oxide (EO) to 
achieve a sterility assurance level (SAL) of 10-6. The devices are packaged in a high 
density polyethylene hoop, placed on a polycarbonate mounting card along with a torque 
device and insertion tool, and inserted into a Tyvek®/polymylar pouch. The sterilization 
validation was conducted in accordance with ISO 11135-1:2007 (Sterilization of Health-
Care Products - Ethylene Oxide - Requirements for the Development, Validation and 
Routine Control of a Sterilization Process for Medical Devices). Sterilant residuals were 
tested per ISO 10993-7:2008 (Biological Evaluation of Medical Devices - Part 7: 
Ethylene Oxide Sterilization Residuals). In addition, endotoxin testing using the limulus 
amebocyte lysate (LAL) method was conducted to meet the endotoxin limit of 2.15 
Endotoxin Units (EU)/device per United States Pharmacopeia (USP) <161>. 
 
The devices are labeled with a 24 month shelf-life, which is supported by accelerated 
shelf-life testing (Trevo XP ProVue 3x20, 4x20, 4x30, 6x25) and real-time shelf-life 
testing (Trevo ProVue 4x20), which includes packaging integrity and component 
functional performance testing (i.e., dimensional verification, tensile strength, radial 
force, tip flexibility, torque/tensile durability, retriever platinum wire and joint durability, 
radiopacity, deliverability, simulated use, coating integrity and particulate testing). 
Packaging integrity testing included testing to the following standards: 
 

 ASTM D4169:2009 - Standard Practice for Performance Testing of Shipping 
Containers and Systems 

 ASTM F1980:2011 - Standard Guide for Accelerated Aging of Sterile Barrier 
Systems for Medical Devices 

 ASTM F1929:2004 - Standard Test Method for Detecting Seal Leaks in Porous 
Medical Packaging by Dye Penetration 

 ASTM F2906:2011 - Standard Test Method for Detecting Gross Leaks in 
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summarized below.  While the MR CLEAN study allowed use of a variety of intra-arterial 
therapies, the data used to support the subject de novo request for the Trevo Retrievers was limited 
to data from MR CLEAN that only used the Trevo Retrievers as the thrombectomy device. Further, 
while these data were generated outside of the United States (US), FDA determined that these data 
represent valid scientific evidence and are applicable to the intended use population in the US. 
 
Design:  
 
MR CLEAN was a prospective, randomized, open label, controlled, multicenter trial in which 
every endovascular hospital center in the Netherlands participated. Intra-arterial treatment 
(“IAT”), which could include mechanical thrombectomy, plus best medical management (MM), 
which included intravenous administration of IV t-PA in eligible subjects, was compared with 
best MM alone (control group) in patients with acute ischemic stroke with a proximal 
intracranial arterial occlusion of the anterior circulation that was confirmed on vessel imaging. 
MR CLEAN randomized 500 patients (233 treatment [“IAT”], 267 control) at 16 medical 
centers. Retrievable stents (including the Trevo Retriever product family) were used in 190 of 
the 233 patients (81.5%) assigned to the IAT arm, of which 120/190 patients received first line 
intra-arterial treatment with a Trevo Retriever and if eligible for IV t-PA, received IV t-PA 
within 3 hours from symptoms onset (TREVO FDA cohort). The TREVO FDA cohort group 
was compared to the entire MR CLEAN MM control group, excluding the MM patients who 
received IV t-PA greater than the FDA approved window of 3 hours from stroke symptom onset 
(249/267 patients in the MM control group). The 18 patients who were excluded from the MM 
control group received IV t-PA within 3-4.5 hours from symptom onset, which is in accordance 
with the European Union (EU) approved administration for IV t-PA where the study was 
conducted. Most of the patients received IV t-PA within the FDA approved window of 3 hours 
from stroke symptom onset, including 104/120 patients in the IAT Trevo FDA group and 
224/249 in the MM group. 
 
Key inclusion criteria for MR CLEAN were: clinical diagnosis of acute ischemic stroke with a 
National Institutes of Health Stroke Scale (NIHSS) score > 2; computed tomography (CT) or 
magnetic resonance imaging (MRI) scan ruling out intracranial hemorrhage; intracranial arterial 
occlusion of the distal ICA or proximal regions in the middle (M1/M2) or anterior (A1/A2) 
cerebral arteries, demonstrated with CT angiography (CTA), MR angiography (MRA) or digital 
subtraction angiography (DSA);  treatment within 6 hours of symptom onset, age 18 or older and 
informed consent given. 
 
Additional key inclusion criteria for Trevo Retriever subset analysis from MR CLEAN: first line 
treatment with Trevo Retriever and IV t-PA treatment within 3 hours of symptom onset. 
 
Key exclusion criteria for MR CLEAN were: arterial blood pressure >185/110 mmHg; blood 
glucose < 2.7 or >22.2 mmol/L; intravenous treatment with thrombolytic therapy in a dose 
exceeding 0.9 mg/kg alteplase or 90 mg; intravenous treatment with thrombolytic therapy despite 
contraindications (i.e., major surgery, gastrointestinal bleeding or urinary tract bleeding within 
the previous 2 weeks, or arterial puncture at a non-compressible site within the previous 7 days); 
cerebral infarction in the distribution of the relevant occluded artery in the previous 6 weeks; and 
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RISKS TO HEALTH 
 
Table 12 below identifies the risks to health associated with use of a Neurovascular Mechanical 
Thrombectomy Device for Acute Ischemic Stroke Treatment and the measures necessary to 
mitigate these risks. 
 

Table 12. Risks to Health and Mitigation Measures 
Identified Risk Mitigation Measure 
Adverse Tissue Reaction Biocompatibility Evaluation 
Infection Sterility Testing 

Shelf-Life Testing 
Labeling 

Tissue or Vessel Damage: 
 Dissection 
 Perforation 
 Hemorrhage  

Non-clinical Performance Testing 
Clinical Performance Testing 
Labeling 

Stroke Progression Non-clinical Performance Testing 
Clinical Performance Testing 
Labeling 

Emboli  Non-clinical Performance Testing 
Clinical Performance Testing 
Labeling 

 
SPECIAL CONTROLS: 
 
In combination with the general controls of the FD&C Act, the Neurovascular Mechanical 
Thrombectomy Device for Acute Ischemic Stroke Treatment is subject to the following special 
controls: 
 

1. The patient contacting components of the device must be demonstrated to be 
biocompatible. 

2. Non-clinical performance testing must demonstrate that the device performs as intended 
under anticipated conditions of use, including: 
a. Mechanical testing to demonstrate the device can withstand anticipated tensile, 

torsional, and compressive forces. 
b. Mechanical testing to evaluate the radial forces exerted by the device.  
c. Non-clinical testing to verify the dimensions of the device. 
d. Non-clinical testing must demonstrate the device can be delivered to the target 

location in the neurovasculature and retrieve simulated thrombus under simulated use 
conditions. 

e. Non-clinical testing must demonstrate the device is radiopaque and can be visualized. 
f. Non-clinical testing must evaluate the coating integrity and particulates under 

simulated use conditions. 
g. Animal testing must evaluate the safety of the device, including damage to the vessels 

or tissue under anticipated use conditions. 
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3. Performance data must support the sterility and pyrogenicity of the patient contacting 
components of the device. 

4. Performance data must support the shelf-life of the device by demonstrating continued 
sterility, package integrity, and device functionality over the specified shelf-life. 

5. Clinical performance testing of the device must demonstrate the device performs as 
intended for use in the treatment of acute ischemic stroke and must capture any adverse 
events associated with the device and procedure. 

6. The labeling must include: 
a. Information on the specific patient population for which the device is intended for use 

in the treatment of acute ischemic stroke, including but not limited to, specifying time 
from symptom onset, vessels or location of the neurovasculature that can be accessed 
for treatment, and limitations on core infarct size. 

b. Detailed instructions on proper device preparation and use for thrombus retrieval 
from the neurovasculature. 

c. A summary of the clinical testing results, including a detailed summary of the device- 
and procedure-related complications and adverse events. 

d. A shelf life. 
 
BENEFIT/RISK DETERMINATION 
 
The risks of the device are based on data collected in the clinical study described above, and 
nonclinical laboratory and animal studies. Device-related adverse events could include emboli, 
progression of stroke, intracranial hemorrhage, and arterial injury including perforation or 
dissection. Procedural risks and complications could include puncture site hemorrhage, including 
retroperitoneal hematoma that may require transfusion, contrast allergy, renal failure, and 
radiation exposure. 
 
The probable benefits of the device for use in the treatment of acute ischemic stroke to reduce 
disability are based on data collected in the clinical study as described above. The benefit of the 
device is a reduction in disability in patients with acute ischemic stroke, with large vessel 
occlusion in the proximal anterior circulation and smaller core infarcts, who have first been 
treated with IV t-PA and are treated with the device within 6 hours of stroke symptom onset. The 
reduction in disability was measured at 90 days after the acute ischemic stroke and mechanical 
thrombectomy procedure with the Trevo Retrievers compared to MM. A decrease in disability 
with the Trevo Retrievers would be highly valuable and clinically meaningful to acute ischemic 
stroke patients since the current approved treatment option is only limited to drug therapy. 
 
Patient Perspectives   

 
Patient perspectives considered for the Trevo Retrievers included:   
 

 The primary effectiveness endpoint analyzed mRS scores at 90 days, with scores of mRS 
0-2 considered a favorable outcome as they are associated with functional independence. 
The mRS is evaluated using a set questionnaire administered to patients to measure their 
disability and functional independence. Given the potentially devastating outcomes with 
acute ischemic stroke, which may include severe disability or death, achieving greater 
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functional independence, 90 days post-stroke is a clinically meaningful benefit for acute 
ischemic stroke patients. 
 

Benefit/Risk Conclusion   
 
In conclusion, given the available information above, the data support that for use in the treatment 
of acute ischemic stroke to reduce disability in patients with persistent, proximal anterior 
circulation, large vessel occlusion and smaller core infarcts, who have first received IV t-PA within 
3 hours and the device is used within 6 hours of stroke symptom onset, the probable benefits 
outweigh the probable risks for the Trevo ProVue and XP ProVue Retrievers. The device provides 
substantial benefits and the risks can be mitigated by the use of general and the identified special 
controls. 
 
CONCLUSION   
 
The de novo request for the Trevo ProVue and XP ProVue Retrievers is granted and the devices 
are classified under the following: 
 

Product Code:  POL 
Device Type:  Neurovascular Mechanical Thrombectomy Device for Acute Ischemic 
Stroke Treatment 
Class:  II 
Regulation:  21 CFR 882.5600 

 
 




