
 

 
 

 

 

 
 

 

 

 

Humanitarian Device Exemption TheraBionic P1 

Labeling of Docking Station 

Product label Docking Station 

The rating plate is glued on the back of the device housing of the Docking Station. The barcode 

128 with the HW-ID (individual hardware identification of the circuit board) is affixed by the 

manufacturer (EKM) on the rating plate in the field next to the symbol for the serial number on 

the rear of the device housing. The algorithms and the above representation of the SN are 

described in the Labelling specification. 
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